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1. Introduction

Food for humans and feed for animals are potential gateways for harmful chemicals
into humans and animals, which is why risk assessment is a key instrument for the
safety of food, feed, other consumer products, medicine for humans/animals and in
other industrial/agricultural applications [1]. For this reason, the European Parliament,
the public and the industry have stressed the need for better methods [21 5]. Although
information on intentionally added substances is available, there is still a possibility that
unintentionally added substances (NIAS) are present as contaminants in end-use
products. These substances can be process contaminants, products of unknown
chemical reactions and can also migrate from packaging materials into food. It is very

difficult to address their health significance. [2,4,6]

1.1. Genotoxin testing, genotoxicity and mutagenicity

The European Food Safety Agency stated that information on genotoxicity is a key
component in risk assessment of chemicals. It should be considered that there might
be no threshold for some genotoxic chemicals, so no safe level can be established.
Such chemicals are either not allowed for use or are not managed by the as low as
reasonably achievable principle. It is therefore important to detect those genotoxins. A
variety of methods and technologies to detect genotoxins or mutagens exists. [1]
Testing chemicals directly on humans is not an option. Therefore, chemicals are tested
on animals. In order to minimize animal suffering, the so so-called 3R rules have been
introduced, which either refine the conditions for animals in animal testing, reduce the
number of animal tests required or even lead to animal testing being replaced and thus
avoided [7]. The Organization for Economic Co-operation and Development (OECD)
published several guidelines for several assays that address genotoxicity and
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mutagenicity. The Ames assay is used as a bacterial reversed mutation test and can
detect mutations in the deoxyribonucleic acid (DNA) and serves as a replacement for
animal experiments [8]. Another test is the hypoxanthine phosphorybosyl transferase
test, which also refers to mutations, is based on mammalian cells and can also replace
animal tests [9]. The micronucleus test based on mammalian cells is available for in
vivo and for in vitro testing, the latter replacing animals and can detect structural and
numerical chromosomal aberrations [10]. Testing for chromosomal aberrations is also
possible with the chromosomal aberration test that follows OECD guideline 473. The
tests uses mammalian cells and is used as an replacement for in vivo testing [11]. Itis
also possible to use a gene mutation test on unscheduled DNA synthesis in vitro. The
test utilizes mammalian cells and detects gene damaging, DNA repair and replaces

the same test used as in vivo test if performed according to OECD guideline 482 [12].

1.2. SOS-Umu-C assay in microtiter plate format

The SOS-Umu-C assay can detect genotoxins. It is based on the fusion of the umuC
operon of Escherichia coli and the lacZ-gene. The umuC operon is induced by DNA
damage caused by genotoxins. The lacZ gene is then induced as it is linked to the
operon and | eads t o-gaabttasidaper whithucart thea nonverf a
precursor of a chromophore i.e., ortho-nitrophenyl-b-galactoside (ONPG) into ortho-
nitrophenol which is the active chromophore. The chromophore can then be detected.
[13]

The assay procedure is standardized. Briefly, the Salmonella cells are exposed to
different concentrations of the chemical to test, whereby the procedure also contains
a positive control, a negative control and a blank. After an initial incubation the bacteria
cells are transferred to fresh growth media and also diluted with this step. After a

second incubation and if the umuC operon has been induced, the following generation
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of the galactosidase is used to convert ONPG to the detectable chromophore which is
then detected after cell lysis. Additionally, the optical density (OD) is measured at 660
nm wavelength before and after the growth phase and also the OD at 420 nm after the
ONPG incubation to calculate the induction ratio of the genotoxin response and to
calculate the growth factor as a quality control in order to detect cytotoxicity. The
detection of cytotoxicity falsifies a negative test result. [14]

The assay provides high concordance with the Ames test [15,16], has the additional
advantages of using only a single bacterial strain, using a chromogenic detection
system for data collection, and the bacterial strain used (TA1535[pSK1002])
corresponds to ISO guidelines [14,17]. Although genotoxicity is not directly linked to
cancer development in human cells, genotoxic effects of chemicals on the genome of
bacteria have been correlated to mutagenicity and the generation of tumors in humans
[18,19]. The bioassay has been well evaluated testing a variety of genotoxins over the
past decades and is also known for usage in analysis of complex environmental
samples i.e. for waste water analysis [13,14,201 22]. Other examples of the use of this
bioassay are evaluations of photo-genotoxicity [23], aryl sulfonamide derivatives of
(aryloxy)alkylamines [24], paper mill effluents [25], source water [26], fluoroquinolone
antibiotics [27,28], drugs, disinfectants and other chemicals in hospital wastewaters
[29], cyclophosphamide and degradation products [30] what shows the acceptance of

the bioassay.

1.3. Endocrine assays based on yeast

In vitro assays for testing samples for endocrine disruptors are well known. The yeast
androgen screen (YAS) and the yeast estrogen screen (YES) test for androgenic and
estrogenic chemicals, respectively. In case of the androgen detecting bioassay,

recombinant Saccharomyces cerevisiae cells are used that contain the DNA of a
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human androgen receptor, which is then produced by the yeast cell accordingly and
can be activated by androgens. The lacZ reporter gene is also part of the modification
and responds to the activation of the receptor, resulting in the formation of b-
galactosidase. This enzyme can then convert e.g. 4-methylumbelliferyl-b-D-
galactopyranoside into the active chromophore methylembellyferone [31] or
fluorescein-di-b-D-galactopyranoside (FDG) [32] into the active chromophore
fluorescein, which can then be measured. The estrogen detecting bioassay works

analogously, but with an estrogen receptor. [331 37]

1.4. Thin-layer and high-performance thin-layer chromatography

Thin-layer chromatography (TLC) is a technology to separate mixed substances
utilizing a solid flat structure e.g., a glass or an aluminum plate, coated with a stationary
phase that can consist out of silica gel, silica gel that is modified, aluminum oxide,
cellulose, modified cellulose, etc. [38]. Mobile phases in TLC are not subject to the
limitations of a detection system, which can be disturbed by solvent absorption, for
example, if solvents absorb at the same wavelength as the analyte. Solvents can be
removed by evaporation prior to detection to circumvent these limitations. The
detection of analytes can be done by imaging via visible light, UV light of different
wavelengths, fluorescence detection and also by luminescence detection [39].
Quantification can be done by video-densitometrical evaluation of the images [40,41],
by the preparation of densitograms via scanning [42,43] or coupling to Direct Analysis
in Real Time mass spectrometry [44] or mass spectrometry (MS) in general [45]. By
coupling to high-resolution mass spectrometry (HRMS) [46,47] and to nuclear
magnetic resonance spectroscopy [46,48,49] structure elucidation is possible. Better
results in planar chromatography are obtained by using small particle sizes of the

stationary phase (5-7 um), thin layers and a narrow size distribution of the particles
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what also shortens the time consumption for development [50]. Since the performance
of those plates is better than that of TLC plates, the term high-performance thin-layer
chromatography (HPTLC) was introduced. Furthermore, application devices, devices
for development of plates, for derivatization of plate contents and for plate analyzation
were developed [51]. It was shown that up to 46 samples can be applied to one plate
which was then developed and analyzed. Since all samples went through the
procedure at once, the calculated time needed for each sample was respectively low,
what also applied to the costs of the analysis including materials and solvents [52]. The
matrix robustness of HPTLC plates is high and it was shown that up to 1 mL of liquid
can be applied per sample onto a plate in an area shape [53]. This also reduces the
efforts needed for sample preparation [39]. Because the matrix remains on the plate
during the analysis of the sample as well as the analytes of the sample it is not excluded
from the investigations that follow. Those investigations can be chemical
derivatizations or effect directed analysis (EDA). EDAs can contain investigations of
biochemistry in term of enzymatic induced reactions and inhibition of enzymes or

bioautographically tests investigating biologically active compounds [39].

1.5. Planar endocrine and genotoxicity assays

HPTLC was used in detection of endocrine active substances [54]. The planar yeast
estrogen screen (pYES) based on a wettable revered phase HPTLC plate and the
same yeast cells as used in the YES assay was shown to detect estrogen-acting
substances as sharp bands on the HPTLC plate what allowed for non-targeted analysis
of compounds in complex mixtures [55]. Coupling the HPTLC to mass spectrometry
allowed then substance identification [43,56]. Shortly after, the YAS assay was
introduced to the planar format resulting in the pYAS bioassay creating the possibility

of effect directed detection of androgens on the plate [57]. By applying the respective
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agonist over the sample tracks in the form of strips, any anti-estrogens or anti-
androgens present became detectable, as these reduced the signal intensity of the
agonists, which was detectable [58]. The planar yeast-based antagonist androgen
screen (pYAAS) and the antagonist estrogen screen (pYAES) lagged the possibility to
differentiate between true antagonist detection (fluorescence reduction by antagonist)
and cytotoxicity (fluorescence reduction because of damaged yeast cells). This
possibility was added by the use of resazurin, which is converted by the yeast cells
into resorufin, which is a different color, the detection of which is thus a detection of
living cells and its absence presence of cytotoxicity [59,60]. The simultaneous
detection of agonists, antagonists and false positive antagonists was achieved with the
planar yeast antagonist-verified estrogen screen (pYAVES) [60] and the planar
antagonist-verified androgen screen (pYAVAS) [61] by spraying a strip consisting of
the fluorescent end product of the substrate used next to the agonist strip already
applied. If the fluorescence was reduced by a putative antagonist on this strip, the
fluorescence reduction was also due to quenching on the agonist strip and not due to
antagonism [60,61]. Planar endocrine bioassays were successfully applied to a broad
variety of samples e.g. thermal paper [58], surface and waste water [621 66], seed oils
[67], cannabis [68], plant extracts [69], spices and herbs [70] and also to packaging
material chemicals [71] showing their applicability.

Also, in the field of genotoxin detection, bioassays were tested on the HPTLC plate
with promising results. Those bioassays were constructed as overlay assay (on a
medicinal gauze, not direct on the HPTLC plate) [72], or utilized bioluminescence to

detect genotoxins [17].



1.6. Packaging Materials and their hazards

Food packaging material or food contact material (FCM) can be made of many different
materials. For example, these can be plastic (polymers), cellulose, peptides [73],
metal, ceramic and others [74]. Among polymers, for example, polystyrene,
polypropylene, polyvinyl chloride, polyethylene terephthalate and polyethylene are
used as direct packaging materials [75]. It has become popular to use cellulose-based
packaging material from bacterial production. In addition, there is often the possibility
that the materials obtained from it are biodegradable. This also contributes to the fact
that, in contrast to persistent materials, less waste is produced [75]. As a metal,
aluminium is a material that is used directly as laminar packaging material in form of a
foil or is coated with a polymer. There is also the possibility of using aluminum as a
composite material together with other materials, especially when it comes to useability
under high temperatures, while the packaging properties must be maintained [76].
Because the excellent properties of metal-based packaging materials have been and
are being heavily advertised, metal is also being incorporated into packaging material
plants in small-part format to eliminate weak points with pinpoint accuracy [77]. Seals
made of metal are an example here [77]. At this small scale, but also in packaging
where aluminum is used on a large scale, there are concerns about the migration of
harmful substances such as bisphenol A, lead, cadmium, mercury, aluminum, iron, and
nickel into the food [77]. Different foods require different packaging and because of the
large number of possibilities, there are many different types of packaging, which often
have different chemical modifications in order to adapt to the requirements [74].
Additives also contribute to the desired properties of the packaging materials. For
materials from the polymer spectrum alone, many antioxidants, stabilizers, lubricants,
antistatic chemicals and anti-blocking substances have been developed [78]. Also,

combinations of these materials are well known and used. For example, many metal-
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based packages are provided with coatings to adapt their properties to the respective
food that can be acidic, which is why the metal-based can is in need of protection
against the acid. The food is then also protected from the loosening of the metal,
provided that the coating has no damage [79].

Some of these chemicals have also endocrine disruptive properties, which was proven
by bioassays that detected endocrine agonistic [80,81] or antagonistic [82] activity of
those chemicals in FCMs. Proof that FCMs can lead to human exposure to those
chemicals exists [83]. The chemicals were also identified in food [84]. Genotoxic
substances can migrate from packaging materials into food as well what poses an

additional threat to humans and animals [1i 6].

1.7. Registration, Evaluation, Authorization and Restriction of Chemicals

The Registration, Evaluation, Authorization and Restriction of Chemicals (REACH) is
a measure in the form of a regulation, provided by the European Union (EU), to protect
human health and the environment from risks posed by chemicals. At the same time,
the regulation is characterized by the fact that it is intended to increase the
competitiveness of the EU chemical industry. It also proposes alternative methods for
assessing the hazards of chemicals in order to reduce the number of animal tests. The
regulation applies to all chemical substances and therefore also to chemicals of daily
life and use. For this reason, it also affects most of the companies located in the EU.
The regulation, which came into force on June 1, 2007, obliges companies to identify
all risks associated with the substances they produce and to make these risks
controllable. The companies must show how the respective substance can be used
safely and, in addition, the users must be provided with sufficient risk management or

information about the creation of such a management. [85]



Because authorities are authorized to restrict the use of a substance in case of
unmanageable risks, the regulation leads in the long run to the replacement of the
substance by a less problematic one or by several less problematic substances [85].
REACH regulates the recording and evaluation of properties of chemicals and their
hazards. For this purpose, companies, which must also cooperate if they wish to
register the same substance, must submit the data to the European Chemicals Agency,
which then checks the data with regard to the requirements. The final evaluation of
substances is then carried out by Scientific Committees of the European Chemicals
Agency with the question of whether the risks of the substances can be controlled or
not. [85]

The before mentioned control mechanisms have direct effects on companies involved
in chemical production. It must comply with the requirements imposed by REACH
whether the chemicals are supplied in-house or to others, which also applies to
exports. In the other direction, the import of chemicals into the EU, the regulations of
REACH also apply. Here, too, chemicals, but also furniture, clothing and plastic goods
are regulated. This applies to imports of individual components and mixtures of
substances. Even downstream users, even if they do not know in detail which
chemicals they use, must meet the requirements of REACH. [85]

There is a great deal of effort for the industry. As a starting point in order to comply
with the registration obligations for chemicals, so-called standard data requirements
must be satisfied. In addition to the determination of physicochemical properties,
chemicals must be examined for their toxicological properties. [86] Special attention is
paid to potential mutagenic properties of the chemicals. If the chemicals in question
have to withstand testing according to the requirements of REACH [87], an in vitro
micronucleus test is required. This must be performed according to OECD Test

Guideline 487 [10] and must contain two positive control substances, one to check the
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assay for its ability to detect clastogenicity and one to check the assay for its ability to
detect aneugenicity [88]. In general, no matter which in vitro test shows a positive
result, an in vivo test must follow, with a few exceptions, which must be justified in
detail [88]. When it comes to genotoxicity, REACH can ask for genotoxicity testing if
sufficient in vivo data is not available. In vivo testing is required, if in vitro testing
revealed a genotoxic activity of the tested compound. This indicates that in vitro testing
should be performed before in vivo testing is chosen as an option to perform as less
animal related experiments as possible. [89]

The REACH regulation addresses endocrine disruptors as well [89]. In addition, there
is extensive guidance [90] on how to identify endocrine disruptors in the context of the
placing of pesticides on the market [91] and the use of biocidal products [92], which
highlights the importance and need for detection methods for genotoxins and also for

endocrine disruptors.

1.8. Edible fats and oils

By the definition of the Bundesministerium fur Erndhrung und Landwirtschaft edible
fats and oils are derived from the seeds, germs or fruits of plants, from fatty tissue and
bones of slaughtered warm-blooded animals, intended for human consumption, or
from fish or parts of fish. Edible fats and oils consist almost exclusively of the
triglycerides of fatty acids and are practically anhydrous. They may contain small
amounts of other substances from the starting material such as phospholipids, waxes,
unsaponifiable components mono- and diacylglycerides and free fatty acids. [93]
Fatts are esters of glycerol with of a big variety of fatty acids. Especially the fatty acids
oleic acid, linoleic acid and linolenic acid are known and promoted to the general public
as healthy. How an oil is to be named is strictly regulated and depends on its origin

(e.g. plant, region) and also the content of each oil is important for labeling. [93]
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Since years effects of olive oils affecting the wing tissue of drosophila flies are known,
leading to deformations during the genesis of the wings [94]. The so-called wing spot
test is used for the detection of genotoxicity and thus it is reasonable to assume, that
genotoxicity is a valid cause of those deformations [94]. It was already known that
epoxides are a source of genotoxicity [95]. Those epoxides can be created if double
bounds between two Carbon atoms are oxidized by oxygen. Because some fatty acids
(e.g. oleic,- linoleic and linolenic acid) contain such double bounds they might be a
possible source of epoxides in oils [96] which did then explain the outcome of the wing
test.

Literature about the monitoring of genotoxic activity of heathy oils is not available
simply because healthy oils are not monitored regarding their genotoxic behavior
especially not when it comes to the epoxide content and its potentially dangerous
effects. Technologies detecting the presence of epoxides in unsaturated carbon chains
are known and also able to quantify the epoxide content of the samples. One utilized
hydrogen bromide or comparable chemicals. This is problematical, because the
identities of all epoxides present in the sample must be known before the evaluation
begins. This is because the procedure works with reference materials that need to be
chosen according to the epoxides present in the sample. Since, natural oils vary
constantly in their composition of fatty acids content and perusing such an analytical
approach is hard to do. Especially unknown food samples or oils generated out of
different oils would mean a great effort. [97,98]

Another assay detected epoxides using carbamates within a high-performance liquid
chromatography approach, which came with the disadvantage of being susceptible to
metal ions present in the test system, which can again happen if food samples are
investigated [99]. It was also possible to utlize nuclear magnetic resonance

spectroscopy, what came with the downside, that in case the genotoxin can be very
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potent but very low in concentration and therefore the technology may not detect the
substance, especially when the genotoxic substance is contained within a complex oil
sample matrix containing thousands of other substances [100i 102].

The mentioned assays target only one substance class. But already at this point the
efforts that have to be taken in order to detect this single substance class are quite big
what is also true for further quantification steps. Since there are countless other
substance classes potentially present in the healthy oils that can act genotoxic, the
efforts that would have to be taken to detect every single genotoxin are too big to take.
Since the direct approach is not an option to investigate all possible genotoxic
compounds in oil samples, another approach should be adopted. If target-based
analyses only work if the targets are known, but substances that are not expected are
also to be included in the analyses, then a target-independent search is useful and can
be carried out, for example, with the effect-directed analysis. This is also useful if it is
possible to perform the analysis in the trace range at the same time. Genotoxin assays
such as the Umu-C bioassay would be a conceivable approach here, also in
combination with prior fractionation of the oil components. However, such a procedure
can be very time-consuming because, although a genotoxic signal is detected in one
of the fractions obtained after the first separation step, a mass spectrometric analysis
that may then be carried out reveals that the substance is still a mixture. A new
separation of the fractions under consideration would have to be carried out, whereby
this separation step would possibly first have to be optimized in order to achieve
sufficient separation. This would then be followed by the bioassay again. Even now, it
would still not be certain that the genotoxin is present as a pure substance, so that the
processes would have to be repeated again until the genotoxin was obtained as the

sole substance and could be used for structural elucidation. [103,104]
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2. Scope

Genotoxins in general are a threat to human and animal health. For substances
intentionally added to packaging materials, care can be taken to ensure that no
genotoxins are at risk of coming into contact with food. However, because substances
can be added accidentally at different times during the production of packaging
materials or, and because these substances can be genotoxic and can be unknown,
there is a need for an analytical method that can detect unknown chemicals with
genotoxic properties without having to search specifically for substance classes. The
same applies to substances that are formed during the storage of materials due to
external influences such as temperature, solar radiation or others. Especially when
using novel packaging materials, it cannot be assumed that all physicochemical
interactions between packaging and food are known. The problematic substances can
migrate into food due to longer storage times and thus reach humans and animals.
Existing EDA methods showed problems when it comes to the detection of trace
amounts of genotoxins and had also to cope with solvent or other effects raising the
detection limits what should also be solved for the prevention of false negative results.
The main scope of this work is to develop a HPTLC bioassay method based on the
SOS-Umu-C microtiter bioassay that is capable of detecting unknown and known
genotoxins while not being susceptible to false-negative results due to solvent or other
effects. Also, the new bioassay should reach very low limits of biological detection
(LOBDs). This will be accomplished by transferring the microtiter plate bioassay to an
HPTLC plate. By using HPTLC, the genotoxins should be separated from the matrix
they would normally be in if a microtiter plate bioassay was used. Whatever is in the
matrix that normally would interfere with the a s s argspasse to a genotoxin, is then

physically separated and cannot interfere anymore. To achieve this, it should first be
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determined how best to transfer the Salmonella belonging to the bioassay to an HPTLC
plate. Performance parameters such as LOBD, precision and others should be
determined to evaluate functionality, with the bioassay on the plate already confronted
with packaging material migrate, and any problems highlighted and resolved if
possible. Also, the possibility of integrating liver metabolism and the associated risk of
activation of otherwise harmless substances to potent genotoxins on the HPTLC plate
should be investigated and demonstrated on several chemicals that are in need of
metabolic activation to be genotoxic.

The developed bioassay is to be applied to different packaging material migrates to
demonstrate its capabilities. Also demonstrated is how a coupling of HPTLC to mass
spectrometry can be used to identify a discovered genotoxin. In addition, the HPTLC
bioassay is compared with the original SOS-Umu-C bioassay and the Ames-MPF
bioassay by examining the same migrates using these two bioassays, as well as the
genotoxin determined by HPTLC-MS coupling.

Because healthy oils contain unsaturated fatty acid esters and unsaturated fatty acids
are known to be a source of genotoxic epoxides, the newly developed assay is applied
to healthy oils to check for their genotoxic potential and how it is generated by different
storage conditions.

Packaging materials can potentially contain endocrine disruptive chemicals, which is
why the pYAAS/pYAES endocrine bioassays should be used to investigate packaging
materials. Furthermore, the pYAAS bioassay cannot simultaneously detect cytotoxic
compounds and therefore not discriminate between anti-androgen and cytotoxic
signals, which is why a bioassay that solves this problem is developed within this work

and applied to food packing material migrate.
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3. Progress achieved

3.1. Development of the HPTLC-SOS-Umu-C bioassay (Publication 1)

There is a great need in public, in politics and in the industry for new methods for the
detection of genotoxins in FCMs [2i 4] since those genotoxins can migrate into food
[2,4,6]. The SOS-Umu-C microtiter plate bioassay [16] is often used in genotoxin
testing and also for complex environmental samples [105]. Although, there were initial
attempts to transfer the bioassay to an HPTLC plate, these were not followed up [106].
In this work, the assay was transferred to the HPTLC plate for genotoxin testing and
applied to FCMs to avoids matrix influence and provide a low limit of biological
detection in FCMs. The first step was to optimize the conditions for the assay to take
place on an HPTLC plate. Furthermore, the fluorescent chromophore methyl-
umbelliferone was introduced into the assay format, which increased detection
sensitivity over the common o-nitrophenol. The newly developed assay was verified by
comparison of the new assay with the microtiter plate version of the assay and with the
Ames assay, by utilizing the model genotoxin 4-nitroquinoline 1-oxide (4-NQO). The
lowest effective concentration of the used genotoxin was 0.53 nM (20 pg/band) which
was 176 times lower than in the microtiter plate version and between 60 and 151 times
more sensitive than the Ames assay, depending on the strain. As a proof of principle,
4-NQO-spiked FCM extracts and migrates prepared from differently coated tin cans
were analyzed. Dose-response-curves of 4-NQO between 100 and 1500 pg/band were
prepared. For each of five extract samples, one curve was prepared. The correlation
coefficients over five different amounts were obtained between R = 0.987 and 0.997.
The mean precision was 7% (%RSD ranged between 5i19%, n = technical
replicates/plate). For one migrate sample the determined curve had a correlation

coefficient of R = 0.992. This experiment was repeated five times (n = 5 biological
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replicates, 5 plates on five days; n = 3 technical replicates/plate). The mean precision
was 8%. The LOBD of the migrate was found to be 13 pg/band. Referred to the applied
volume (200 pL) this was equal to 67 ng/L (0.35 nM). The LOBDs of the five extracts
were between 32 and 71 ng/L (0.171 0.37 nM). In summary, the LOBD for 4-NQO over
six extract/migrate samples was 17 pg/band (137 21 pg/band, 32i 71 ng/L, 0.177 0,37
nm). The relative standard deviation was 16 % (%RSD, n = 6 plates, n = 3 technical
replicates). In terms of LOBD the newly developed assay is 12 times more sensitive
and in terms of the lowest effective concentration 1250 times more sensitive than what
can be found in literature [17]. The mean precision of the bioassay (tested via the
migrate) was 5% (%RSD, n = 5 technical replicates, ranged 51 8%), whereas it was 7%
(%RSD, ranged 5i 8%) for the extracts. In addition, the newly developed bioassay was
shown to completely avoid the influence of any matrix as well as the influence of
solvents, which proved to be an advantage compared to the microtiter bioassays.

To proof the specify of the RP-HPTLC-UV/Vis/FLD-SOS-Umu-C bioassay, 8 chemicals
exhibiting different genotoxic mechanisms according to the Kirkland list of genotoxicity
[107] were tested. All chemicals behaved as expected, thus proving the bioassays
specificity (without metabolic activation). Additionally, re s o r uD-dalactopyranoside
was successfully tested as an alternative substrate in case one of the analytes shows
fluorescence in the fluorescence region of 4-methylumbelliferone.

Based on the mentioned performance data it can be concluded that in this work it was
achieved that in the future genotoxins in packaging materials can be detected in very
small amounts and without the influence of interfering influences, which would

represent an improvement of the evaluation possibilities of genotoxin exposure.
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3.2. Introduction of on-surface metabolic activation to detect genotoxins in
FCMs (Publication 11)
Metabolic activation is an important part of genotoxin bioassays. Parent (not genotoxic)
substances can be converted into genotoxins by liver metabolism, so not utilizing
metabolic activation can result in false negative results. To include metabolic
activation, S9 liver enzymes and associated cofactors were added to the Salmonella
solution. This also completed the bioassay described in Publication | into a full-fledged
alternative with the advantages outlined below. In addition, the cell suspensions used
were applied to the HPTLC plate either by needle application or piezoelectric spraying,
what also reduced the volume of needed cell suspension. The cell suspension was
optimized with respect to its added amount of S9 mix, cofactors and buffer saline. In
order to check the metabolic activation, Aflatoxin B1 (AFB1) was selected as test
substance, since it shows no activity without metabolic activation. When comparing the
total concentration of 1%, 5%, and 10% of the added S9 mixture to the assay
suspension, 10% resulted in the strongest response of the bioassay to AFB1, so this
concentration was chosen as the best. To provide a basis for evaluation of the
successful integration of metabolic activation, various genotoxins acting through
different genotoxic mechanisms were tested with optimized metabolic activation. 4-
NQO as alkylant, AFB1 as adduct former requiring metabolic activation, mitomycin C
(MMC) as inducer of DNA-DNA crosslinks and oxidative stress, and as alkylation
reagent, methyl methanesulfonate (MMS) as potent clastogen, N-ethyl-nitrourea
(ENU) as a potent gene mutation inducer, 7,12-dimethylbenzathracenes (DMBA),
benzo(a)pyrene (B(a)P), 2-nitrofluorene (2-NF) and aminoanthracene (2-AA) as
different DNA adduct formers all requiring metabolic activation. As negative controls,
D-mannitol and melamine were chosen to support the display of the specificity of the

assay.
17



Dose-response-curves were determined for all substances (D-mannitol and melamine
showed no response as expected) and the correlations coefficients were all R > 0.99
except the ones for 2-AA and MMS, which were R > 0.96. Three biological replicates
were made (n = 3). In the presence of metabolic activation, the %RSD of AFB1 was
12%, and of DMBA, ENU, 2-NF, 2-AA, and B(a)P, up to 20%. The %RSD was 23% for
4-NQO, and due to diffusion, 38% for MMS. When metabolic activation was not used,
the %RSD was 24%, 20%, and 18% for 4-NQO, DMBA, and ENU, respectively, and
approximately 30% for the other compounds. The ICH guidelines recommend a %RSD
O 20%. The results suggest that the overall assay performance suits the
recommendations, except when it comes to MMS and MMC. This is probably due to
diffusion of the chemicals on the plate and not due to the bioassay performance itself.
Also, the LOBDs were determined with respect to the concentration the standards were
applied from and ranged between 0.025 and 150 ng/L. Compared to the values
obtained for an Ames assay (ranged between 35 and 2000000 ng/L) that was
performed in parallel using the same substances, the HPTLC bioassay was between
40 to 18750 times more sensitive. Compared to literature values, the assay was 1.2 to
260 times more sensitive.

Through the described introduction of metabolic activation to the planar bioassay
format, it was achieved in this work that the HPTLC-UV/Vis/FLD-(S9-) SOS-Umu-C-
Vis/FLD bioassay has the potential to perform comprehensive analyses on packaging
materials, as it has the functional scope of the ordinary SOS-Umu-C microtiter plate

bioassay, but without being subject to negative effects from matrices and solvents.
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3.3. Analysis of FCM migrates and identification of a genotoxin (Publication III)
The previous two publications showed the performance of the newly developed
HPTLC1T UV/ V(B3 )YSOE-DOmu-Ci Vi s hbibassBy on standard substances.
In this work, the assay was applied to complex FCM migrates of paper, coating and
plastic. Also, piezoelectrical spraying was compared with syringe-dosage application
of salmonella cell suspension and substrate. The bioassay was applied with and
without metabolic activation. The migrates were investigated on the normal and on the
reversed phase plate. Up to 14 bioactive bands were found representing 14 different
genotoxins. Metabolic activation showed that some chemicals present in the migrates
are disactivated partially in terms of genotoxicity. Also, black bands were recorded,
probably remainings of the sample matrices, that were potentially cytotoxic. A fact
supporting this hypothesis was that the original SOS-Umu-C microtiterplate assay,
which was also used to test the same samples, showed a negative result for the same
sample which was probably a false negative result due to cytotoxicity. The band
contents were evaluated via heated electrospray or atmospheric pressure chemical
ionization (HRMS). In the paper migrate, linolenic acid epoxides were found. The
genotoxicity of the linolenic acid epoxides was confirmed via chromatography of
linolenic acid that was exposed to air. Additionally, the results were confirmed by an
investigation of the samples and the linolenic acid via Ames-MPF™. This bioassay
confirmed the findings. These results illustrated that the newly developed
HPTLCT UV/ V(B3 )YSOs-Dmu-Ci Vi s /bibassdy is capable of preventing

false negative results by separating the analytes from their matrix.

3.4. Analysis of edible plant oils and fats for genotoxins (Publication V)
Lipids are susceptible to oxidation if they are exposed to air [96]. Epoxides can be

formed by this oxidation and are a substance class that is known to be genotoxic [95].
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Publication Ill showed that the HPTL C1T UV/ VB3 )Y FOSWmMu-C1 Vi s/ FL D
bioassay can detect linolenic acid epoxides. This makes the bioassay an ideal tool to

screen lipids that are the main components in oils for the genotoxic potential of
epoxides that may be present in the oils. 33 healthy oils were investigated for their
genotoxic potential. Up to eight different genotoxic compounds were found. Linolenic

acid oxides were found to be one cause of genotoxicity in all samples by HRMS.
Genotoxic degradation products were found when fresh oils were compared with oils

stored open and sealed for one month.

In addition, the metabolic activation procedure presented in Publication Il was applied

to oils and was found to deactivate most, but not all, genotoxins by metabolism.

One conclusion from this is that without detoxification via the liver, e.g., with topical
application of products containing oil, there is an increased genotoxic potential.

Food, feed, dietary supplements, and cosmetics as sources of genotoxicity can now

be identified on the same surface. Simply by combining separation, effect detection

and optional simulated metabolism on the same surface. The costs per plate were only

18 0 without and 23 0 with mrdlaethamadeonlgct i vat
2.5 0 (1. 1 reépectvely pet sadplelThe low price made the developed

method a valuable tool for genotoxin testing in products containing high oil or fat
amounts, also for routine measurements.

In this work, it was achieved that edible oils and fats can be analyzed for genotoxins in

a simple, time and cost saving manner.

3.5. Development of a 6-fold multiplex bioassay (Publication V)
The human endocrine system can be influenced by endocrine active substances.
Prominent substance groups can interact with the human steroid receptor system and

act | rektradiollo7téstosterone or suppress the activity of these hormones [108i
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110]. These interactions can even lead to the development of cancer in the
reproductive organs of rats and in the female breast [111i 113]. Methods to detect
estrogens, anti-estrogens, androgens, anti-androgens, as well as methods that detect
false-positive responses and also a method that can detect cytotoxicity were
developed. Hence, a 6-fold multiplex bioassay was developed to differentiate cytotoxin,
anti-cytotoxin and false positive anti-cytotoxin, endocrine agonist, antagonist, and false
positive antagonist to detect endocrine disruptors in complex matrices such as FCMs.
First, the robustness of half maximum inhibitory concentration ICso, the limit of
biological detection and dose-response curve of bisphenol A (BPA) was successfully
demonstrated, using the pYAAS (2-fold) bioassay in two different laboratories utilizing
two different application devices for substrate application. The test range was 101 490
ng/band and the bioassay was performed for six biological replicates (n = 6). The mean
ICs0 was 155 ng/band (n = 6, 1031 267 ng/band, robustness %RSD of 38%). In
literature the comparable ICso value of 139 ng/spot was reported by an anti-androgenic
assay (not a multiplex assay) [59]. This showed that the 2-fold bioassay of this study
(agonist and antagonist) provided comparable values, whereas a 1-fold anti-
androgenic bioassay provided only antagonistic information. The mean LOBD of BPA
using the pYAAS assay was 21 ng/band (n = 6, 5i 33 ng/band, robustness %RSD of
50%). Literature data about the LOBD of BPA determined via an anti-androgen
bioassay were not available.

Then, the bioassay and the pYAES bioassay were applied to six differently coated tin
cans. 19 potentially endocrine disrupting compounds with agonistic and antagonistic
activity were found. With the addition of S9 enzymes and corresponding coenzymes,
it was demonstrated that metabolism reduced the biological activity of all metabolic
disruptors found in the migrates. By coupling of the HPTLC plate to HRMS molecule

formulas were assigned to the compounds. For one biologically active band, several
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molecular ions were found whose mass difference (neutral loss) )corresponded to the
molecular formula of butylparaben, which would explain the biological activity [114].
The antagonistic effects were observed mainly in the pYAAS assay, which is why a
focus was placed here on the method development of a differentiation of true
antagonistic effects and cytotoxic effects. In addition, this novel bioassay has been
designed to provide a total of up to six different detections. An agonist strip applied
along the sample tracks allowed the detection of antagonists, which could be detected
together with the agonists, corresponding to the regular pYAAS bioassay (2-fold). The
addition of resazurin to the yeast cell suspension allowed the detection of cytotoxic
bands (3-fold). Also applied along the sample tracks were a cytotoxin stripe detecting
anti-cytotoxins (4-fold) and two stripes containing the end-products of the respective
enzyme-substrate reaction, which allowed for two false-positive detections (6-fold).
The performance of the 6-fold multiplex bioassay was investigated by using it to
determine dose-response curves of menadione (cytotoxin), flutamide (anti-androgen,
antagonist), dihydrotestosterone (androgen, agonist), and quercetin (anti-cytotoxin).
The respective values for menadione, flutamide and dihydrotestosterone were R?
0.8431, 0.9197 and 0.9721. Considering the given assay complexity, the day-to-day
variance of the yeast cell performance and the use of Degalan for fixation, these values
are acceptable. Quercetin clearly showed anti-cytotoxic reactions, but the chemical
was to polar to migrate in the polar phase and was too close to the start zone, which
is why the dose-response curve was not determinable. The two false-positive detection
stripes verified the responses of all tested chemicals.

The newly developed 6-fold bioassay was then applied to a migrate which was already
investigated using the pYAAS bioassay. The results of the pYAAS bioassay (anti-

androgenic activity) were confirmed, and furthermore, no cytotoxic reactions were
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observed for the amounts of migrate tested, proving that the migrate indeed contains
anti-androgenic substances.

In this work it was archived, that all important data about a sample (dose dependence
of 6 different applied volumes) can be collected with only one plate. The procedure
took 6 h for 1 analysis per plate (only 1 h labor transfer time between steps and short
manual interventions). The costs were about 24 Euro per plate and sample. Without
this new 6-fold assay, the effort for the same amount of information would be
incomparably greater (bioassay-guided fractionation, analytical separation, 6 different
in vitro assays, re-analysis for HRMS recording). This would need much more material
and time. Additionally, complicated comparative evaluations are spared using the new

bioassay, because it provides all the needed information on one compact plate.
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Abstract

Food contact materials (FCMs) are perceived as major sources of chemical food contamination, bringing signif-
icant safety uncertainties into the food chain. Consequently, there has been an increasing demand to improve hazard
and risk assessment of FCMs. High-performance thin-layer chromatography (HPTLC) coupled to a genotoxicity bio-
assay has been promoted as an alternative approach to assess food packaging migrates. To invesfigate the value of
such a testing approach, a sensitive planar SOS-Umu-C assay has been developed using the Salmonella sirain. The
new conditions established based on HPTLC were verified by comparison with microfiter plate assays, the Ames and
Salmonella-SOS-Umu-C assays. The lowest effective concentration of the genotoxin 4-nitroquinoline-1-oxide (0.53 nM;
20 pg/band) in the SOS-Umu-C assay was 176 times lower than in the microfiter plate counterpart. This was achieved by
the developed chromatographic setup, including a fluorogenic instead of chromogenic subsirate. As proof-of-principle,
FCM extracts and migrates from differently coated tin cans were analyzed. The performance data highlighted reliable
dose-response curves, good mean reproducibility, no quenching or other matrix effects, no solvent exposure limitations,
and no need for a solid phase exiraction or concentration step due to high sensitivity in the picomolar range. Although
further performance developments of the assay are still needed, the developed planar assay was successfully proven

to work quantitatively in the food packaging field.

1 Introduction

According to authorities such as the European Food Safety
Agency (EFSA Scientific Committee, 2011), information on
genotoxicity is a key component in risk assessment of chemicals,
including those used in food and feed, consumer products, hu-
man and veterinary medicines, and other industrial and agricul-
tural applications. It is considered that for some genotoxic chem-
icals (those acting through a direct DNA-reacting mechanism),
no threshold may exist, and therefore no safe level can be estab-
lished. Such chemicals are either not allowed for use or managed
by the ALARA (as low as reasonably achievable) principle. Con-
sequently, identifying genotoxic chemicals is critical.
Multi-component mixtures such as food contact materials
(FCMs) are of special interest as they may release chemicals into
foods, resulting in measurable human exposures. Some of these

migrates are the primary chemicals the materials are made of.
They are identified, characterized and can be efficiently man-
aged. But side reaction products and impurities also may migrate
into foods (Grob et al.. 2006; Koster et al., 2015; Schilter et al.,
2019). These substances can be numerous, with most of them be-
ing chemically unidentified and toxicologically uncharacterized.
To address their health significance is very difficult since stan-
dard risk assessment methods are often not readily applicable.
This causes substantial uncertainty with regard to safety in the
food chain. triggering public, political and industrial concerns
(Koster etal., 2015; Bopp et al., 2019; Schilter et al., 2019; Euro-
pean Parliament, Committee on the Environment, Public Health
and Food Safety, 2016).

Packaging safety testing starts with migration studies in ap-
propriate food simulants. The resulting migrates are multi-com-
ponent mixtures of substances, many of them being chemically
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unknown (Koster et al.. 2015; Bopp et al.. 2019: Schilter et al..
2019). In principle, the best way to assess the safety of migrates
would be to chemically identify and toxicologically test all con-
stituents. However, because of the number of chemicals and rel-
atively low concentrations involved. this is. in general. not feasi-
ble. The key challenge of packaging safety assessment is, there-
fore, the identification of the most relevant migrating substances
to focus investigations (Koster et al.. 2015: Bopp et al.. 2019).
In this frame. identifying mutagens appears of key importance,
and genotoxicity bioassays are considered fo play a major role
for that purpose (Schilter et al.. 2019).

The combination of analytical chemistry using universal de-
tectors together with the concept of the threshold of toxicological
concern (TTC) has been recently promoted as the most promising
approach to prioritize unknown packaging migrants (Koster et al.,
2011.2014. 2015: Schilter et al.. 2019). In practice. chemicals mi-
grating at levels resulting in an exposure lower than the Cramer
class III-TTC would be considered of low priority (Schilter et al..
2019). Since the Cramer Class III-TTC is only applicable to chem-
icals that do not possess any alerts for DNA-reactive mutagenicity,
the major challenge of this approach is to provide enough evidence
of the absence of such chemicals in the migrate under investiga-
tion (Schilter et al., 2019). Since direct DNA-reactive compounds
must be excluded, the Ames assay has been proposed as the test of
choice (Schilter et al., 2019). However, important limitations have
been foreseen with the use of the standard Ames test. The main
one is the limit of biological detection (LOBD) achieved (Rainer
et al.. 2018: Schilter et al., 2019). Previous reviews reported that
only a small propertion of known mutagens would be expected to
be detectable at a level compatible with safety (Rainer et al., 2018:
Schilter et al.. 2019). In addition, screening of FCMs using the lig-
uid Ames MPF format showed that the matrix can significantly in-
terfere with the test and prevent the proper detection of genotoxic
compounds (Rainer et al., 2019).

In this context. methods coupling a separation step through
high-performance thin-layer chromatography (HPTLC) with a
bioassay may offer a ground-breaking possibility to solve these
limitations. A newly developed bioassay workflow on reversed
phases (RP) led to sharply bounded. separated bands of active
chemicals (Klingelhofer and Morlock. 2014) and improved the
LOBD and resolution between bands. as well as reducing the ma-
trix effect. Additionally. the possibility to elute/transfer the band
from the HPTLC plate to high-resolution mass spectrometry
(Jamshidi-Aidji and Morlock, 2018) or nuclear magnetic reso-
nance spectroscopy (Yiice et al., 2019) should facilitate the iden-
tification of the substances responsible for the activity. The fea-
sibility of performing the Ames assay on the TLC chromatogram
was proposed (Bjorseth et al., 1982) but not pursued because of
the intrinsic characteristics of the test.

Previous studies reported the use of the Umu-C assay (Bau-
mann et al.. 2003). The Umu-C assay is an indicator of genotox-
icity shown to provide high concordance with the Ames test for
detecting genotoxins including mutagens (Reifferscheid and Heil,
1996: Oda. 2016). It also has been used to address genotoxicity of
complex environmental mixtures (Hamer et al., 2000). This assay
is based on the induction of an SOS-DNA repair mechanism under
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genotoxic stress (Oda. 2016). It provides the advantages of requir-
ing one bacterial strain and using a chromogenic detection system
well suited to bioautography. The selected reporter assay is based
on the Salmonella typhimurium TA1535[pSK1002] strain ac-
cording to the ISO guidelines (ISO, 2000; Shakibai et al., 2019).
The SOS-Umu response gene fused with the lacZ gene enables
Salmonella to produce p-galactosidase that can convert orrho-ni-
trophenyl-fi-galactoside (ONPG) into ortho-nitrophenol. So far.
the feasibility of this approach has been evaluated only in a limit-
ed number of studies but with some encouraging results (Egeten-
meyer and Weiss, 2017; Baumann et al., 2003; Stiitz et al., 2019).
Among these. responses were also observed as overlay assay. 1.e..
on a gauze pressed on the adsorbent (not the in sifu adsorbent)
(Egetenmeyer and Weiss. 2017). Recently. the assessment of mod-
el genotoxins and environmental samples in a test system consti-
tuted of HPTLC coupled to Escherichia coli strains carrying the
SOS response gene fused with the Photorhabdus luminescens
luxABCDE gene (Shakibai et al.. 2019) further supported the
promise of this approach to detect very low levels of genotoxins.
Up to now, very little is available on the relevance of such an ap-
proach to serve FCM safety assessment.

In the present work. a newly developed RP-HPTLC-UV/Vis/
FLD-Salmonella-SOS-Umu-C assay was tested for its appli-
cation in FCM safety assessment. It was investigated whether
a fluorogenic mstead of chromogenic signal could improve the
LOBD. The genotoxin 4-nitroquinoline-1-oxide (4-NQO), which
can induce a response in the Umu-C in the absence of metabol-
ic activation. was selected as reference. The assay performance
was evaluated with respect to dose-response curves, working
range. reproducibility, matrix effects. as well as LOBD and limit
of biological quantification (LOBQ). Results obtained using the
novel planar genotoxicity assay were verified by comparison to
two liquid microtiter plate assays. the Ames MPF assay. and the
Salmonella-SOS-Umu-C assay.

2 Materials and methods

Chemicals and materials

Six tin cans with six chemically different R&D coatings were
provided by Ceritec SRL. Italy — Metlac Group in collaboration
with Nestlé Research. Switzerland.

Materials used for the RP-HPTLC-UV/Vis/FLD-SOS-Unu-C
assay (purity is specified. if available): Salmonella typhimurium
bacteria strain TA1535, modified to contain the plasmid
PSK1002 (PTM™ Salmonella typhimurium TA1535/pSK1002,
cryostock) was obtained from Trinova Biochem. Giessen. Ger-
many. Trans-1.2-cyclohexane-diaminetetraacetic acid monohy-
drate (CDTA. 98%) was bought from abcr., Karlsruhe, Germany.
Ethyl acetate, ethanol and methanol (all HPLC quality) as well
as dipotassium hydrogen phosphate (K;HPOy. > 98%). disodi-
um hydrogen phosphate (Na;HPO4. = 98%), potassium dihydro-
gen phosphate (KH,PO4. > 98%). 4-methylumbelliferyl p-D-
galactopyranoside (MUG). p-(1.1.3.3-tetramethylbutyl)-phenyl
ether (Triton X-100. > 99%). glycerol (86%). potassium chlo-
ride (KCL, 98.5%). 2-amino-2-(hydroxymethyl)propan-1,3-diol
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(TRIS. = 99.9%) and sodium hydroxide (> 99%) were purchased
from Carl Roth. Karlsruhe. Germany. Phenformin hydrochlo-
ride (98%), aflatoxin B1 (AFBI, > 98%). ampicillin sodium salt.
D-(+)-glucose (99.5%), lysogeny broth (LB. Lennox) powder
(including 5 g/L sodium chloride). D-mannitol (98%), N-nitro-
so-N-ethylurea (ENU. > 99%). dithiothreitol (DTT. for molec-
ular biology) were purchased from Sigma-Aldrich, Steinheim.
Germany. 2-Amino-1-methyl-6-phenylimidazo[4.5-b] pyridine
(PhIP) and resorufin-f-D-galactopyranoside (RG) were pur-
chased from fre, Toronto, Canada. Alosetron (98%) was pur-
chased from APExBio. Houston, TX. USA. 4-Nitroquinolin
l-oxide (4-NQO. 98.0%) and hexachloroethane (HCE. 98%)
were purchased from TCI, Eschborn, Germany. Citric acid mono-
hydrate (p.a.). magnesium sulfate heptahydrate (MgSO4-7 H20.
99.5%) and HPTLC plates RP-18 W (20 ecm = 10 cm) were de-
livered by Merck. Darmstadt, Germany. For the plate batch used
(No. HX86964996). a plate pre-treatment was required to hard-
en the binder for the long-lasting aqueous bioassay procedure. A
set of plates was heated at 120°C in the oven for 1 h, prewashed
by development up to 9 cm first with methanol then with eth-
vl acetate (4 min drying in a cold stream of air after each pre-
washing step) and stored protected. Bidistilled water was pre-
pared by a Destamat Bi 18E (Heraeus. Hanau, Germany). Lysis
buffer concentrate was prepared from CDTA (0.73 g/L), TRIS (3
g/L), Triton X-100 (10 mL/L). DTT (0.31 g/L) and glycerol (100
mL/L) in bidistilled water. Phosphate buffer was prepared from
KH,PO4 (40.8 g/L). Na;HPO, (42.6 /L), MgS047 H20 (1.2 /L)
and KC1 (3.7 g/L), adjusted to pH 7 with solid sodium hydroxide.
Alkaline citric acid phosphate buffer was prepared from citric
acid monohydrate 6 g/LL and Na,HPO4 10 g/L, adjusted to pH 12
with solid sodium hydroxide. The polypropylene box (26.5 cm
16 cm = 10 em) was from KIS, ABM, Wolframs-Eschenbach.
Germany.

The SOS-Umu-C microtiter plate assay was provided by Xe-
nometrix. Allschwil, Switzerland, including 4-NQO. ampicil-
lin. B-buffer. stop reagent. ortho-nitrophenyl-p-D-galactoside
(ONPG). 2-mercaptoethanol and Salmonella typhimurium strain
TA1535[pSK1002].

The Ames MPF assay strains TA98[pKM101, hisD3052] and
TAT100[pKM101. hisG46]. including the reagents and other com-
ponents, were delivered by Xenometrix.

Standard solutions for HPTLC

As stock solutions, 4-NQO (10 mg/mL) in DMSO-methanol 1:1
and 1:100 diluted to 100 pg/ml were prepared. Thereof, standard
solutions of 1. 10. 100, 1000 and 10000 ng/mL were prepared for
spiking and assay development. Further stock solutions (1 mg/
mL each) were prepared in methanol for AFB1 and ENU, in eth-
anol for PhIP. HCE. phenformin and D-mannitol. and in DMSO
for alosetron. These stock solutions were diluted to 100 pg/mL.,
except AFB1. which was diluted to 10 pg/mL. All solutions were
stored at -20°C.

Development of the planar SOS-Umu-C assay

On each pre-treated HPTLC RP-18 W plate, three 4-NQO track
patterns (7 mm bands) were applied ranged from 4 to 1000 pg/band
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(Automatic TLC Sampler ATS4 with FreeMode option of
winCATS software V.1.4.7, CAMAG. Muttenz. Switzerland).
Salmonella typhimurium cells (20 uL cryostock) were prepared
in35mL LB (20 g/L plus 1 g/L D-(+)-glucose and 106 mg/L am-
picillin sodium) and incubated overnight for 16 h. As contamina-
tion control. the medium was incubated without cells in parallel.
and only media showing no turbidity were used for cultivation.
The 16-h overnight-cultured Salmonella cells were centrifuged
(3000 x g. 10 min) and re-suspended in fresh culture medium to
obtain six different ODggo between 0.2 and 0.7. An HPTLC plate
with the applied 4-NQO track patterns was immersed in each
suspension of a defined ODggo (immersion speed 3.5 cm/s, for
5 s using the Immersion Device III. CAMAG). Each plate was
placed horizontally in a humid polypropylene box (pre-moist-
ened with filter papers wetted with 35 mL water at room tem-
perature for 30 min) and incubated at 37°C. Incubation times be-
tween 1-6 h were studied in 1-h steps for all ODs. Plate drying,
MUG substrate application, incubation and evaluation was per-
formed as follows in the new protocol.

Extraction of food cans and migration simulation

One of the six differently coated tin cans (ID 64) was used for the
migration study performed as described (Veyrand et al.. 2017)
according to the European standards for fatty food (European
Parliament. Committee on the Environment. Public Health and
Food Safety. 2016). Briefly. the can was filled with 300 mL sim-
ulant (ethanol 95%). tightly closed with a 50 pm-thick aluminum
foil (Korff, Oberbipp, Switzerland) and placed in an incubator at
60°C for 10 days. Then. the resulting migrates were applied di-
rectly onto the HPTLC plates.

For the extraction study. the other five cans were extracted
with 300 mL n-hexane — acetone 1:1 (V/V) at 25°C for 16 h,
tightly closed as mentioned. Procedural blanks were conducted
analogously in glass bottles closed with a ground glass stopper.

HPTLC-UV/Vis/FLD SOS-Umu-C assay protocol

If not stated otherwise, the sample solutions (200 uL or 300 pL.
taking 3 or 5 min) were applied as 7 mm x 10- or 20-mm ar-
ea on pre-treated HPTLC RP-18 W plates using the ATS 4. The
applied areas were focused by a two-fold front-elution with eth-
yl acetate up to the upper area edge (18 or 28 mm), followed by
drying for 1 min (in a cold air stream using a hair dryer). The de-
velopment was performed with toluene — ethyl acetate 8:5 (7777)
in the Twin-Trough Chamber (CAMAG) up to a developing dis-
tance of 70 mm. followed by drying for 5 min. The relative hu-
midity of the ambient air was 30-50% during development.
After neutralization with alkaline buffer (pH 12) and drying for
4 min (Klingelhéfer and Morlock. 2014). the chromatogram was
immersed (immersion speed 3.5 coy/s. for 3 s) in the Salmonel-
la suspension (ODggo of 0.2). The plate was horizontally placed
in the humid polypropylene box and incubated at 37°C for 3 h.
After plate drying for 4 min in a cold air stream. it was immersed
(as before) either in the MUG-containing substrate buffer (10 mL
lysis buffer concentrate, 30 mL alkaline buffer and 1 mL MUG
solution (16 mg/mL in DMSO)) (Klingelhdfer and Morlock,
2014) or RG-containing substrate buffer (10 mL lysis buffer
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concenfrate, 30 mL phosphate buffer and 200 uL RG solution
(20 mg/mL in DMSO)) (Schick and Schwack, 2017). After an-
other 1-h incubation at 37°C and drying for 4 min. the bioau-
togram was documented at FLD 366 nm for 500 ms (DigiStore
2 Documentation System, CAMAG). The MU-fluorescence was
measured at 366/ > 400 nm and the resorufin-fluorescence at
550/ > 580 nm (both mercury lamp. TLC Scanner 3. CAMAG).
Data evaluation via peak area was performed using the winCATS
software. HPTLC is an open system, and aerosol-forming opera-
tions must be performed in a fume hood in a room that must also
provide a safe environment for handling Salmonella cells.

Performance study of the new

RP-HPTLC-UV/Vis/FLD-SOS-Umu-C assay

If not stated otherwise, samples were applied in tiiplicates per

plate.

Evaluation of performance parameters:

i Dose response: The food migrate ID 64 and all extracts were
spiked with 4-NQO at 100 to 1500 pg/200 nL applied as area.

i1 Matrix effect: The food migrate ID 64 and extract ID 65 were
spiked with 4-NQO at 300 and 600 pg/200 uL applied as ar-
ea. In addition. the food simulant ID 64 was applied in the
same way. but in a 5-mm overlapped mode with 4-NQO at
100 pg/area. Methanol solutions were subjected to the same
procedure as blank. Methanol spiked with 4-NQO (100 pg/
area) served as positive control.

iii LOBD/LOBQ: Application of 200 uL of the migration sam-
ple ID 64 was performed after spiking with 4-NQO to ob-
tain 20 to 40 pg/200 pL applied as area (5 different amounts),
whereas 300 uL of extracts ID 36-39 and 65 were applied
after spiking with 4-NQO (20 to 100 pg/300 puL applied as
area). Finally. 500 uL of extract ID 35 was applied after spik-
ing with 4-NQO to obtain 20 to 100 pg/500 nL applied as
area (5 different amounts). The visual LOBD (bioautogram)
and the densitometric LOBD were evaluated for consistency.
The LOBD and the LOBQ were calculated according to the
ICH guidelines for validation of analytical procedures (Euro-
pean Medicines Agency. 1995):

residual standard deviation of response

LOBD = 3.3+ slope of calibration curve

residual standard deviation of response
slope of calibration curve

LOBQO =10+

iv. Upper working range limit: Application of 200 pL of the
migration sample ID 64 was performed after spiking with
4-NQO to obtain a range from 1000 to 3000 pg/200 uL ap-
plied as area.

v Method precision: All six can matrices were spiked with
4-NQO at 300. 600 and 900 pg/200 nL. and were applied
five-fold at a 200-uL volume.

vi Assay specificity: Eight chemical solutions were selected and
applied as track pattern in three different amounts. ie.. 0.3,

&

0.6 and 0.9 ng/band 4-NQO (1 ng/uL). 5. 10 and 15 ng/band
AFBI. and 100, 300 and 500 ng/band ENU. PhIP. HCE. alos-
etron, D-mannitol and phenformin.

vii Lowest effective concentration (LEC): Application of 200 pL.
of methanol solution after spiking with 4-NQO to obtain a
range from 0.5 to 200 pg/200 pL applied as area (12 differ-
ent amounts).

Umu-C assay protocol

To perform the Umu-C assay in 96-well format. first LB medi-
um (10 mL) was inoculated with 100 pL Salmonella typhimuri-
wm TA1535/pSK1002 in a 50-mL cell reactor tube (Greiner
Bio-One CellStar. VWR. Dietikon. Switzerland). followed by
10 h incubation at 37°C and 250 rpm agitation using a shak-
er platform with speed control (Thermo Scientific, digital CO3
resistant microplate shaker. Switzerland) installed with a timer
control device (ThebenHTS, theben-timer 26. Germany). Be-
fore use. the ODG600 of the culture was measured (JENWAY
6300 Spectrophotometer, Camlab, Cambridge, UK) until the
bacterial density reached an OD600 between 2.0 and 3.0. The
assay was performed according to Xenometrix UmuC Easy
CS Instructions for Use with minor modifications. Briefly.
the 10-h culture was diluted 1:7.5 with medium and incubat-
ed at 37°C and 150 rpm for 2 h using a shaker platform with
speed control (Thermo Scientific, digital CO, resistant mi-
croplate shaker. Switzerland). This bacterial culture of 70-
80% of the initial OD600 was used for the assay performed in
a 96-well microtiter plate (Thermo Fisher Scientific, Roskil-
de, Denmark). Bacteria culture (50 pL) was added to each
well and mixed with samples and controls at the correspond-
ing concentrations. Plates were incubated at 37°C and 150 rpm
for 2 h. After incubation. 30 uL product of each well were added
to a new microtiter plate well and mixed with 270 pL fresh LB
medium. The OD600 was measured using the microtiter plate
reader (POLARstar OPTIMA, BMG LabTech, Germany). fol-
lowed by incubation as before. Assessment of Umu-C induc-
tion was performed by adding 30 uL of each well to a new mi-
crotiter plate well. The B-buffer/ONPG mixture was prepared
with B-buffer (30 mL), ONPG (2 mL) and 2-mercaptoeth-
anol (82 pL). Plates were incubated at 37°C and 150 rpm for
30 min. Stop reagent (120 pL) was added and mixed. The
0OD420 was measured using a plate reader to evaluate the rate of
[-galactosidase. The positive control of the test was 4-NQO at
0.5 pg/mL (without metabolic activation, Xeno No. 1801-1902,
Xenometrics). Biological triplicates were performed testing
blank. negative and positive controls in each microtiter plate.
Data were analyzed using the average of the triplicates, consid-
ering dose-response effect and quality criteria achievement. The
relative units (RU) were obtained at OD600 for the growth fac-
tor (G). OD600 and OD420 for f-galactosidase induction (UT),
and., finally. OD420 for the induction ratio (IR). The quality cri-
teria to classify a sample as genotoxic with respect to blank and
negative controlsarea G > 0.5 andanIR > 1.5}

1 Moltox. UMU Water — Waste water and concentrated and solid sample test kit instruction manual, 31-400, Version 07.02.2019

https://bit ly/38mxUZe (accessed 23.01.2020)
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Fig. 1: Optimization of the planar SOS-Umu-C assay with regard to incubation time
Plots of the (A) highest achievable MU-signal intensities of 4-NQO against incubation times (1-6 h) and, in more detail, (B) MU-signal
intensities against the 4-NQO amount ranged 4 to 1000 pg/band for a 3-h and 5-h incubation (C) with zoom on the lowest amount region

of 4 to 100 pg/band (further data in Fig. $22).

Liquid Ames MPF protocol

The liquid Ames MPF method was performed as recommend-
ed by Xenometrix (Fliickiger-Isler and Kamber. 2012). Briefly.
overnight grown Salmonella bacteria strains TA-98 for frame-
shift mutations and TA-100 for point mutations were exposed
to 4-NQO (Xeno No. 1801-1902, Xenometrics) at increasing
concentrations. Bacteria grown overnight were exposed using
24-well plates over 90 min at 37°C m medium containing his-
tidine to allow two cell divisions. After exposure, bacteria were
diluted into a pH indicator (bromocresol purple) medium lacking
histidine using 384-well plates. A 48-h incubation at 37°C fol-
lowed. The bromocresol purple from the indicator medium turned
yellow as the pH dropped (pK; of 5.2) by catabolic activity of re-
vertant cells, which grew in the absence of histidine. The num-
ber of wells containing revertant colonies was counted and com-
pared to the vehicle control (DMSO). Biological triplicates were
performed as described. Data were analyzed using the propri-
etary Xenometrix Calculation Sheet Version 3.23u4/2017. Brief-
ly. the mean number of positive (yellow) wells out of 48 wells
per replicate and dose was compared with the number of spon-
taneous revertants obtained in the negative control samples. The
fold increase (FI) above the baseline (mean of negative controls,
n =3, plus 1 standard deviation) was determined for each dose of
test chemical (Fliickiger-Isler and Kamber, 2012). Quality con-
trols were applied for assay validity considering concentrations
with FI = 2.0 as genotoxic concentrations.

For comparison, the mean LEC of the new RP-HPTLC-UV/
Vis/FLD-SOS-Umu-C assay was calculated analogously to the
microtiter plate assays described. The analysis was repeated on
two different plates (n = 2. biological replicates). Microtiter plate
and HPTLC data graphs were produced using GraphPad Prism
8.2.0 (GraphPad Software LLC. San Diego, CA, USA).

2 doi:10.14573/altex. 2006201
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3 Results

3.1 Development of

the RP-HPTLC-UV/Vis/FLD-505-Umu-C assay

Currently. the ONPG is used as a chromogenic substrate for the
[-galactosidase in the Salmonella-Umu-C assay (ISO. 2000).
Instead of generating an absorbance signal. different substrates
producing a fluorescence signal were explored for the new bioas-
say. MUG was selected as a fluorogenic substrate. MUG is con-
verted to the blue fluorescent 4-methylumbelliferone (MU) and
already was proven to be superior over ONPG in our latest yeast-
based bioassays (Klingelhdfer and Morlock, 2015, 2020).

Water-wettable (W), reversed phase (RP)-HPTLC plates RP-
18 W were used. They showed almost no band diffusion. even af-
ter several hours of aqueous incubation (Klingelhdfer and Mor-
lock. 2014).

As proof-of-concept, 4-NQO was selected as reference. as this
compound is genotoxic in the absence of metabolic activation.
Different amounts of 4-NQO were applied from 4 to 1000 pg/
band to find the optimal incubation time and cell density for the
planar assay. The densitometric results obtained for all different
ODggp between 0.2 and 0.7 and incubation times between 1 and
6 h showed 4-NQO signals as low as 4 pg/band at ODggp 0.2. The
track pattern response for ODggp 0.2 with a 3-h incubation peri-
od was the best condition to detect lowest 4-NQO amounts down
to the 100 pg/band (Fig. 1). For 1-h incubation. the 4-NQO sig-
nal was only detectable down to the 400 pg/band (Fig. S1. $22).
At the highest incubation time (6 h). the background noise in-
creased. affecting the sensitivity.

The resulting steps and selected parameters, as previously re-
ported (Wohrmann. 2019). of the newly developed RP-HPTLC-
UV/Vis/FLD-SOS-Umu-C assay procedure are summarized in a
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Fig. 2: Scheme of the newly developed RP-HPTLC-UV/Vis/FLD-SOS-Umu-C assay
The order of the individual steps is traceable by the increasing numbers, whereby some steps are performed repeatedly. The procedure on
one RP-HPTLC plate took 5-6 h, was sensitive in detection and matrix-robust due to separation.

scheme (Fig. 2). As proof of the applicability of the new planar
assay on RP plates with complex mixtures, samples of R&D tin
can coatings were tested.

3.2 Performance of the new
RP-HPTLC-UV/Vis/FLD-505-Umu-C assay

Six tin cans (Fig. S32) with six chemically different coatings
were used for the migration and extraction study. The respective
migrate or extract amounts in the low mg range were calculated
as proof (Tab. $12). The resulting migrate ID 64 sample and five
extract samples of different tin can coatings IDs 35, 36, 37, 39
and 65 were investigated for potential genotoxic effects using
the newly developed RP-HPTLC-UV/Vis/FLD-SOS-Umu-C
assay. No genotoxic compounds or interferences were observed
in any of the six different coating matrices (Fig. 3A) down to
the given LOBD.

Since no direct spike of the tin cans was possible due to
a technical limitation (volume needed to spike). the migra-
tion and the extract samples were divided into several portions
and spiked with 4-NQO at different concentrations. Dose-re-
sponse curves of 4-NQO between 100 and 1500 pg were in-
vestigated. One (for each of the five extract samples) and five
(for the migrate sample) biological replicates were performed
(Fig. 3). For the five different tin can coating exfract IDs 35,
36, 37. 39. 65 (Fig. 3B-F). coefficients of correlation over five
different concentrations were obtained between 0.987 and
0.997 with a mean precision of 7% (%RSD ranged between
5-9%, n = 3 technical replicates/plate, Tab. $22). For the mi-
grate ID 64 (Fig. 3G). the mean correlation coefficient over the
five different concentrations was 0.992 with a mean precision
of 8% (%RSD. n = 5 plates or days. n = 3 technical replicates/
plate, Tab. S3%).

For LOBD and LOBQ. 200 pL food simulant migrate ID 64
spiked with 4-NQO was applied to obtain 20-40 pg/area. The
LOBD was determined to be 13 pg/band. If referred to the ap-
plied volume (200 pL migrate). this LOBD is equal to 67 ng/L or
0.35 nM. The respective LOBQ of the migrate sample was 40 pg/
band (202 ng/L or 1.06 nM). An additional dose-response curve
for the migrate ID 64 spiked around the LOBD/LOBQ from
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0.5 to 200 pg 4-NQO optically confirmed the low LOBD/LOBQ
obtained (Fig. 4).

To evaluate the LOBD of the FCM samples. the maximal pos-
sible sample volume to be applied was tested. The LOBD/LOBQ
determination for the five different tin can coating extracts was
performed at application volumes ranging between 300-500 pL.
each spiked between 20-100 pg/band 4-NQO, except extract
ID 35, which was spiked between 30-100 pg/band 4-NQO. The
LOBDs 0of 4-NQO in the five differently coated tin cans were de-
termined to be between 32 and 71 ng/L(0.17-0.37 nM). depending
on the maximal possible sample volume. The respective LOBQs
of the five exfract samples ranged between 98 and 215 ng/L
(0.51-1.13 nM). In summary. the mean LOBD over six extract/
migrate plates was 17 pg/band (13-21 pg/band. 32-71 ng/L. 0.17-
0.37 nM) with a relative standard deviation of 16% (%RSD.n=6
plates. each plate with n = 3 technical replicates. Tab. S42).

Compared to the reported LOBD for 4-NQO (200 pg/spot after
development) of the Escherichia coli-based bioluminescence as-
say applied for waste water (Shakibai et al., 2019). the newly de-
veloped Salmonella-based assay (mean LOBD of 17 pg/band for
4-NQO) is 12 times more sensitive. The detectable concentration
of 4-NQO of the current assay is up to 1250 times more sensitive
than the assay reported by Shakibai et al. (2019) (application of
5 uL ofa 40 pg/L solution versus 200 pL of a 32 ng/L solution to
obtain the LOBD). The lower working range started with the deter-
mined LOBQ. The mean LOBQ was 50 pg/band (40-65 ng/band,
98-215 ng/L. 0.51-1.13 nM) with a relative standard deviation of
16% (2oRSD. n = 6 plates, each plate with »# = 3 technical repli-
cates, Tab. $42).

The upper working range was studied by application of 200 pL
migrate sample spiked with 1500 to 3000 pg 4-NQO. It was con-
firmed to be 1500 pg/band and thus 7.5 pg/L. Above this concen-
tration. the saturation of the detector dominated over the increase
in the biological signal response (Fig. $47).

A potential matrix effect on the Umu-C response was inves-
tigated for the spiked migrate and the five extracts. Each of the
six RP-HPTLC-SOS-Umu-C bioautograms of the different ma-
trices showed a homogenous background and a high specificity
for 4-NQO (Fig. 3). There was no influence of the six different
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Fig. 3: Dose-response curve study

RP-HPTLC-SOS-Umu-C bioautograms at FLD 366 nm (A) of the food simulant migrate ID 64 and extracts of the five different tin can
coatings 1D 35, 36, 37, 39 and 65 showing no genotoxic compounds and (B-G) of the respective samples spiked with different amounts
of 4-NQO (100-1500 pg/area. For the migrate, a representative example was depicted out of n= 5 plates or days). (H) Densitograms

at FLD 366/ > 400 nm of food simulant migrate ID 64 and (1) its calibration curve via the biological response (dose-response curve).

tin can coating matrices observed on the 4-NQO /Rg value of 48
(Fig. S52). Furthermore. migration sample ID 64 and can extract
ID 65 were spiked with 300 pg and 600 pg of 4-NQO. analyzed
and compared to their matrix-free replicates side by side on the
same HPTLC plate. Neither the signal intensity nor the signal
shape was influenced by the two different kinds of chemical ma-
trices in the RP-HPTLC-SOS-Umu-C bioautogram (Fig. 5).

The mean precision (n = 5 technical replicates) of 4-NQO at
three different concentrations (300. 600 and 900 pg/area) in the
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food simulant migrate ID 64 was 5% (%RSD ranged 2-5%).
whereas it was 7% (%RSD ranged 5-8%) in the extracts. All
achieved precisions were reliable for the given low picomolar
range.

As proof of the specificity of the RP-HPTLC-UV/Vis/FLD-
SOS-Umu-C assay. 8 chemicals exhibiting different mechanisms
of genotoxicity were tested. The chemicals were chosen accord-
ing to the Kirkland list (Kirkland et al.. 2016) from 4 categories:
(1) direct DNA-damage (AFB1. ENU and PhIP). expected pos-
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Fig. 4: LOBD/LOBAQ study

(A) RP-HPTLC-S0S-Umu-C bioautogram at FLD 366 nm (en-
hanced image) of the food simulant migrate 1D 64 (200 pl/area
each) spiked with different amounts of 4-NQO (0-200 pg/area)
and (B) corresponding densitogram at FLD 366/>400 nm,

both confirming the LOBD and LOBQ at 20 and 100 pg/band,
respectively; as control, no respanse for the migrate 1D 64,
migration simulant (ethanol — water, 95:5) and spike solution
solvent (methanol).

itive in in vitro testing, (2) equivocal genotoxicants (HCE). (3)
non-genotoxicants (alosetron and D-mannitol). expected neg-
ative using /» vifre assays and (4) unknown mechanism (phen-
formin. no in vive data available). As expected for the chemical
structure of AFB1. ENU. PhIP and alosetron. those molecules
exhibited a blue native fluorescence at FLD 366 nm that was
not distinguishable from the blue MU-fluorescence produced by
the Salmonella (Fig. $6%). In order to avoid any interference by
the florescence of an analyte (Fig. 6A.B). the fluorogenic sub-
strate RG. which is excitable at a wavelength different to that
of MUG/MU or the analytes. was selected to substitute the sub-
strate MUG. The RG substrate is metabolized by p-galactosidase
to red fluorescent resorufin. which can be measured at 550/ > 580
nm (Schick and Schwack, 2017). In comparison to the reported
tungsten-halogen lamp, the use of the mercury lamp generated a
signal increase of ca. 10%. This showed that the substrate that fi-
nally generates the response for the detection should be carefully
selected to avoid method artefacts. The latter are easily discov-
ered by multi-imaging of the plate.

The results of the specificity study proved the validity of the
assay (without metabolic activation). The positive response rep-
resented by the red fluorescence/color of resorufin was selec-
tively detected for 4-NQO and ENU (Fig. 6C.E. marked*). As a
negative control. the whole protocol was performed without Sa/-
monella cells, which proved the signal specificity. i.e.. the sig-
nal was only generated in the presence of the bacteria (Fig. 6D).
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Fig. 5: Investigation of the matrix effect

Densitograms zoomed to the 4-NQO region of interest of

the migration sample 1D 64 and extract ID 65, showing 4-NQO
at 300 and 600 pg/band, each side by side with and without
matrix.

Phenformin

D-Mannitol
Alosetron

Phip

Native flucrescence |+ Salmoneils +Salmonetia - Saimonefla + Salmonclia

MUG —* blue zone® RG — red fluarescent/calored zone®

Fig. 6: Study on exchange of the enzyme substrate

Natively blue fluorescent compounds (false positive) afforded

the change of the enzyme substrate (MUG substituted by RG) to
improve the selectivity of the bioassay: (A) FLD image at 366 nm
of 8 chemicals exhibiting different mechanisms of genotoxicity
(applied threefold), (B/C) after the planar SOS-Umu-C assay with
MUG/RG as substrate, (D) same procedure as C, but without
Salmonelia cells (negative control) and (E) Vis image of plate C
(white light illumination); positive responses of 4-NQO and ENU are
marked.

The reference controls AFB1 and PhIP were negative. as the test
was performed in the absence of metabolic activation (only pos-
itive thereafter). Phenformin (no biodata available) as well as
alosetron and D-mannitol (both negative controls) were negative.
These results obtained for the 8 chemicals were in full agreement
with their responses in the microtiter plate assays. This proved
the reliability and good specificity of the assay.
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LEC study using

in vitro assays
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planar assay

(A) RP-HPTLC-S0S-
Umu-C bioautogram at
FLD 366 nm zoomed
to the 4-NQO region
of interest and for

LEC determination,
(B) comparison of the
dose-response effects
(nM) of 4-NQO via

the SOS-Umu-C
microtiter plate assay
(threshold at FI 1.5;
red dashed line), Ames
MPF assay for TA98
and TA100 strains

(FI 2.0; black dashed
line) and new
RP-HPTLC-UV/Vis/
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3.3 Comparison to Ames MPF assay and Umu-C
microtiter plate assay

Two different microtiter plate assays were performed to compare
and verify the data of the developed assay. In order fo compare
the molar concentration of 4-NQO obtained by the liquid assays
with that of the HPTLC assay. the same nM unit was used for the
HPTLC assay (conversion of pg/band to nM, Eq. S17). Dose-re-
sponse curves of 4-NQO were studied and plotted side by side
(Fig. 7). In the absence of metabolic activation. 4-NQO exhibited
a genotoxic effect (Fliickiger-Isler and Kamber. 2012) in all three
assays. which confirmed their performance. The LEC obtained
by the Umu-C assay was determined to be 93 nM. and the dose
range tested was 0-1520 nM. For the Ames MPF assay. dose-re-
sponse curves of 4-NQO were performed for the strains TA98
and TA100. The LEC was determined to be 80 nM for TA98 and
32 nM for TA100, and the dose range tested was 0-1280 nM for
TA98 and 0-128 nM for TA100.

The obtained LEC for the RP-HPTLC-UV/Vis/FLD-SOS-
Umu-C assay was 0.53 nM. whereby the threshold FI was esti-
mated to be 1.5 since the new RP-HPTLC-UV/Vis/FLD-SOS-
Unmu-C assay uses the same Salmonella cells as the microtiter
plate SOS-Umu-C assay. The dose range tested was 0-5.3 nM.
Therefore, in comparison, the LEC obtained by the RP-HPTLC-
UV/Vis/FLD-SOS-Umu-C assay was at least 176 times more
sensitive than its counterpart. the SOS-Umu-C microtiter plate
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assay. as well as 151 and 60 times more sensitive than the Ames
MPF assay (TA98 and TA100 strains. respectively).

Analogously. when the dose-response curve of 4-NQO was
performed in matrix (200 pL food migrate ID 64, Fig. S72), no
matrix effect was observed. Even though neither the migration
sample (ID64) nor the extractions were tested with the microplate
Umu-C test in this study. potential artefacts caused by sample
concentration and solvent exposure limitations (e.g.. by DMSO)
of the microtiter plate methods were not given for the devel-
oped RP-HPTLC-UV/Vis/FLD-SOS-Umu-C assay, as the mi-
grates and extracts were applied directly. In contrast to the mi-
crotiter plate counterparts, the new assay points to single geno-
toxins in complex mixtures by the preceding planar separation.
Thus. well-known quenching effects or other matrix effects can
be avoided.

4 Discussion

There is an urgent need to improve methods to assess the safety
of complex mixtures including FCM migrates and. in particular,
to address the presence of unknown substances possibly migrat-
ing into food. This requires the availability of highly robust mu-
tagenicity testing procedures allowing the detection of very low
levels of DNA-damaging substances. This has been considered
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mandatory to support the use of the TTC concept to prioritize
chemically unknown migrating substances (Schilter et al., 2019).
For this purpose, the Ames test has been identified as the most
suitable assay because of its capability of detecting mutagens at
relatively low concentrations; however, from a safety perspec-
tive. the achieved LOBDs are still unsatisfactory (Rainer et al..
2018: Schilter et al.. 2019). In addition. no information can be
obtained on the fractions/compounds inducing the biological ef-
fects. These are key factors to consider when assessing the safety
of FCMs given the current uncertainties.

The performance of the developed RP-HPTLC-UV/Vis/FLD-
SOS-Umu-C assay was convincingly good. Dose-response
curves showed a reliable correlation and good reproducibility as
tested with 4-NQO. even though the curve was not sigmoidal due
to the limited range tested. Since HPTLC separates substances
from their matrix, quenching effects or other matrix effects, po-
tenfial artefacts during sample concentration, and any solvent ex-
posure limitations were not observed. The determined LOBD/
LOBQ and LEC were in the picomolar range. The mean rela-
tive standard variation of the LOBD over six plates was 16%. If
analysis on several plates or days is compared. fluctuations are
higher due fo the RP plate quality and differences in the cell cul
ture performance. The relative standard variation of the repro-
ducibility of the LEC over two plates was 17%. The developed
RP-HPTLC-UV/Vis/FLD-SOS-Umu-C assay was compared
to two microfiter plate counterparts and provided a much low-
er LEC of 4-NQO. It was 60 and 176 times more sensitive com-
pared to the Ames MPF assay and SOS-Umu-C microtiter plate
assay. respectively. and 8 times more sensitive compared to Rain-
er et al. (2018, 2019). This makes it highly promising to defect
the presence of low genotoxin concentrations in FCM migrates
(Fig. S82), FMC extracts and other multi-component mixtures.
This may clearly provide an edge for the genotoxicity assessment
of chemical mixtures.

The Umu-C assay is a genotoxicity test that responds to an ar-
ray of genotoxicity mechanisms and not exclusively to mutagen-
icity. This is considered an important drawback in the context
of the application of the Cramer class III TTC to prioritize the
identification of unknown chemicals in complex mixtures. In-
deed. only mutagens. defined as chemicals producing genotox-
icity through a direct DNA reactivity mechanism. are excluded
(Schilter et al.. 2019). Consequently. the application of a test that
is not selective to mutagenicity will likely overestimate alerts be-
cause of chemicals acting by other mechanisms. This means that
an absence of genotoxicity would allow to apply the TTC Cram-
er class III. However. in case of a positive result. identification of
the responsible chemical(s) by testing in an Ames test would be
necessary to decide on the mechanism of genotoxicity involved
and on applicability of the TTC Cramer class IIL

The RP-HPTLC-coupled to Umu-C genotoxicity assay may
become a breakthrough solution. not only in the packaging ma-
terial field but also in genotoxicity testing of complex mixtures
in general (e.g.. environmental samples. cosmetics, commodi-
ties, foods. botanicals and medical devices). Our data represent a
substantial contribution to the chemical food safety area. The de-
tection conditions established feasibility to evaluate FCM to de-
tect potential genotoxic compounds and to identify the bioactive
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molecule. The implementation of metabolic activation, also via
rat-liver suspension cells produced without harming animals. and
further genotoxic standards of differing potency along with fur-
ther performance data in other matrices are still required.
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