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1 Introduction  

1.1   Steroids  

1.1.1 Steroid classification and biosynthesis 

 

Steroids are small biologically active molecules with a distinctive chemical structure of 

seventeen carbon atoms arranged in 4 condensed rings: three cyclohexanes (ring A, B and 

C) and one cyclopentane (ring D). The 4-ring skeleton is also called 

cyclopentanoperhydrophenanthrene (Figure 1a) (Gomes et al., 2009). Steroids are 

ubiquitously present in nature, e.g., animals, plants, and fungi. Steroids play significant 

roles as signaling molecules and constituents of cell membranes. 

Cholesterol (Figure 1b) (Moss, 1989), as an essential component of cell membranes, 

influences their integrity, fluidity, and permeability (Chatuphonprasert et al., 2018). Its 

presence has been widely reported in the body tissues of vertebrates and is especially 

found in high concentrations in brain, liver, and spinal cord. Its biosynthesis requires 

various enzymes via a complex route beginning with the condensation of two acetyl-

coenzyme A (acetyl-CoA) (Olivera et al., 2019). In addition, cholesterol is the principal 

precursor of vitamin D, bile acids as well as other steroid hormones. Steroid hormones 

can be classified according to their biologically activities into progestogens, androgens, 

estrogens, glucocorticoids and mineralocorticoids. 

 

Figure 1a. Cyclopentanoperhydrophenanthrene 
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Figure 1b. Cholesterol and carbon numbering 

Progestogens (progestagens or gestagens) are characterized by a 21-carbon skeleton 

termed as "pregnane skeleton" (Figure 2). Together with androgens and estrogens, they 

constitute three types of sex hormones. As showed in Figure 3, cholesterol can be 

converted to pregnenolone by the cholesterol side-chain cleavage enzyme (CYP11A). 

Pregnenolone is then the substrate for the biosynthesis of progesterone, which is the most 

important and major progestogen in the body. The biological function of progestogens is 

the regulation of the female reproductive system, such as the menstrual cycle and the 

pregnancy process (Schiffer et al., 2019). Progestins are synthetic progestogens and are 

used for maintaining early stages of pregnancy, amenorrhea, and irregular menstrual 

bleeding in medicine (Clark et al., 2011). 

Androgens are composed of a 19-carbon skeleton which is called an androstane skeleton 

(Figure 2). Androgens are involved mainly in male sex development by binding androgen 

receptors. Androgens are mainly synthesized in testes, ovaries and adrenal glands. 

Androgens synthesized in the adrenal cortex are adrenal androgens. They include 

dehydroepiandrosterone (DHEA), testosterone (T), androstenedione (4A) and 

dihydrotestosterone (DHT) (Rainey et al., 2004). 

Estrogens have a skeleton of 18-carbon molecules with an aromatic A-ring, known as an 

estrane skeleton (Figure 2). Estrogens play a significant role in the development and 

regulation of the female reproductive system (Robinson et al., 1977). There are three 
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major endogenous estrogens: estrone (E1), estradiol (E2) and estriol (E3). Their 

biosynthesis happens in all vertebrates and some insects. 

Corticoids are also steroids with 21 carbons, characterized by a hydroxyl group at position 

21. Glucocorticoids and mineralocorticoids are the two main types of corticosteroids 

(Figure 3). Cortisol is the most important glucocorticoid, while aldosterone is the crucial 

mineralocorticoid. They are involved in the regulation of carbohydrate metabolism, stress 

mechanisms, immune system, cardiovascular circulation and blood electrolyte levels 

(Williams, 2018). 

 

                                     

Pregnane skeleton (C21)         Androstane skeleton (C19)               Estrane skeleton (C18) 

 

Figure 2. The structural classification of steroids. 
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Figure 3. Steroid biosynthesis in the human being (modified according to Schiffer et al., 2019).
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1.1.2 Steroid Conjugates and biosynthesis 

 

Steroid hormones are synthesized by human endocrine glands and then secreted into the 

blood circulation. The metabolism of steroid hormones consists of phase I metabolism 

and phase II  metabolism. Phase I metabolism refers to oxidation, reduction and hydrolysis 

of functional groups (e.g. hydroxyl or ketone groups) attached to the steroid backbone at 

different positions (Pranata et al., 2019). Phase II  metabolism involves conjugation 

reactions with a charged moiety, either a sulfate group or a glucuronic acid group (Jaentti 

et al., 2006). Steroids are predominantly present as conjugated forms in human urine and 

blood (Mcnamara et al., 2013).  

The addition of sulfated and glucuronidated moieties to steroid backbones increases the 

solubility of steroids. Therefore, conjugation is considered to be a pathway for excretion. 

The main organ for steroid inactivation and catabolism is liver, but this process can also 

take place in the kidney (Bélanger et al., 2003) (Mueller et al., 2015). Figure 4 exemplifies 

the sulfated and glucuronidated conjugation reactions of androsterone, a major steroid in 

human blood and urine.  

 

Figure 4. Sulfated and glucuronidated conjugation reactions of androsterone (STS, steroid 

sulfatase; UGTs, uridine diphosphoglucuronosyl transferase). 

For a long time, the biological role of conjugated steroids remained less understood. It 

has been believed that only unconjugated steroids could pass through cell membranes to 

interact with receptors and then exert biological effects (Mueller et al., 2015). However, 

recent studies have found that conjugated steroids can be transported into cells by specific 

transporters: for example, sodium-dependent organic anion transporter (SOAT) can 

transport biologically inactive sulfated steroids into specific cells, where they are 

reactivated by the steroid sulfatase (STS) to biologically active unconjugated steroids 

(Bakhaus et al., 2017) (Geyer et al., 2017). Androgen glucuronides can be deconjugated 

by multidrug resistance protein (MRP) in human gut lumen (Li et al., 2019). MRP3 can 
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transport estrone glucuronide (E1-3G), estradiol 3-glucuronide (E2-3G), estriol 3-

glucuronides (E3-3G) and estriol 16-glucuronides (E3-16G) with rather high affinity, 

whereas MRP4 can only transport E3-16G in the vesicular transport assay performed in 

vitro (Jaervinen et al., 2017). 

Formation of steroid sulfates (Figure 5) is catalyzed by sulfotransferase, which transfers 

the sulfate group of 3ǋ-phosphoadenosine-5ǋ-phosphosulfate (PAPS) to available steroid 

hydroxyl groups (Hobkirk, 1985) (Hobkirk, 1993). The sulfate donor PAPS derives from 

phosphorylation of adenosine-5ǋ-phosphosulfate (APS). APS arises from adenosine 

triphosphate (ATP) by ATP-sulfate adenylytransferase. On the other hand, sulfated 

steroids are desulfated by steroid sulfatase (STS) to free steroids which are considered 

the active forms. 

The mechanism of steroid glucuronidation is depicted in Figure 6. Uridine 

diphosphoglucuronosyl transferase (UGTs)  is the enzyme transferring the glucuronyl 

group from uridine 5'-diphosphoglucuronic acid (UDPGA) to steroids (Argikar, 2012).  

UDPGA is synthesized from uridine diphosphate-glucose (UDP-glucose, UDPG) and 

Nicotinamide adenine dinucleotide ion (NAD+) by UDPG dehydrogenase.  

Phosphorylase catalyzes the production of UDP-glucose from glucose-1ǋ-phosphate and 

uridine triphosphate (UTP). In contrast, ɓ-glucuronidase catalyzes the hydrolysis of 

steroid glucuronides by cleaving the ɓ-glucuronides. 

https://en.wikipedia.org/wiki/UDP-glucose
https://en.wikipedia.org/wiki/UDP-glucose_6-dehydrogenase
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Figure 5. Reaction mechanism of sulfation (ATP, adenosine triphosphate; PPi, inorganic pyrophosphate; APS, adenosine-5ǋ-phosphosulfate; 

ADP, adenosine diphosphate; PAPS, 3ǋ-phosphoadenosine-5ǋ-phosphosulfate; PAP, phosphoadenosine phosphate).
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Figure 6. Reaction mechanism of glucuronidation (UTP, uridine triphosphate; PPi, inorganic pyrophosphate; UDP-glucose, uridine 

diphosphate glucose; NAD+/NADH, oxidized/reduced nicotinamide adeninedinucleotide; UDPGA, uridine 5'-diphosphoglucuronic acid; 

UDP, uridine diphosphate) (Wang et al., 2021).
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1.1.3 Adrenal steroidogenesis 

1.1.3.1 Adrenal steroidogenesis in fetus 

 

During the development of the human fetus, the fetal adrenal glands appear around one 

month after fertilization and then reach their maximum size relative to their adult 

counterparts by the fourth fetal month (Morel et al., 2016) (Shackleton, 1984). The fetal 

adrenal glands have large capacity to produce steroids (Ishimoto et al., 2011). The fetal 

adrenal gland differentiates into three zones from human adrenal anlage by the eighth 

week of pregnancy: 

1) An outer adult (permanent) zone: The adult zone remains unchanged during 

pregnancy. The adult zone grows to form the adult glands after birth. The adult zone 

is responsible for the production of mineralocorticoids. 

 

2) A transitional zone: The transitional zone exists between the adult zone and fetal zone. 

The transitional zone of the fetal adrenal glands is believed to be the site of fetal de 

novo cortisol production from the second half of gestation onwards. The transitional 

zone expresses 17Ŭ-hydroxylase and 3ɓ-hydroxysteroid dehydrogenase type 2 (3ɓ-

HSD2) after the 28th week of gestation which allows the conversion of pregnenolone 

into 17Ŭ-OH-progesterone. Thereafter, cortisol is synthesized through 21-

hydroxylation and 11ɓ-hydroxylation (Figure 3).  

 

3) An inner fetal (transient) zone: The fetal zone increases the size of volume and 

production of steroids as gestation progresses (Heckmann et al., 2006). However, the 

fetal zone gradually disappears several months after delivery. The fetal zone secretes 

tremendous amounts of sulfated ȹ5-steroids. Large amounts of DHEA sulfate 

(DHEAS) are synthesized by17Ŭ-hydroxylase/17-20 lyase in the fetal adrenal glands. 

DHEAS is then metabolized to 16Ŭ-hydroxydehydroepiandrosterone sulfate (16Ŭ-

OH-DHEAS) by 16Ŭ-hydroxylase in fetal liver (Wang et al., 2019). 
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1.1.3.2 Adrenal steroidogenesis in feto-placental unit 

 

In humans, the fetus develops in the uterus of the mother. The placenta connects the 

developing fetus to the uterus of the mother via the umbilical cord. This system is known 

as the feto-placental unit (Mayo, 2018). The synthesis and metabolism of steroids in the 

feto-placental unit is quite complicated but important.  Due to the difference in activity 

of steroid metabolism between mother, fetus and placenta, the steroids synthesized in 

each of the three compartments are not the same. Figure 7 shows the steroid metabolism 

pathways in the feto-placental unit.  

1) In the fetal compartment, the fetal adrenal glands cannot synthesize progesterone from 

pregnenolone since it lacks 3ɓ-hydroxysteroid dehydrogenase (3ɓ-HSD) (Nussdorfer, 

1985).  

 

2) In the placental compartment, pregnenolone is the main metabolite of cholesterol. The 

lack of 17Ŭ-hydroxylase/17, 20-lyase in the placenta leads to its incapability to 

produce androgens by itself. Instead, 16Ŭ-OH-DHEAS is metabolized to 16Ŭ-OH-

DHEA by sulfatase which afterwards is aromatized to E3. 

 

3) In the maternal compartment, steroids synthesized by the mother, can cross the 

placenta to enter the fetal compartment. 

1.1.3.3 Adrenal steroidogenesis in adults 

 

In adults, the human adrenal gland consists of the inner medulla and surrounding cortex. 

The medulla produces hormones such as adrenaline and noradrenaline. The cortex is 

formed by three different layers (Greaves et al., 2018). 

1) Zona glomerulosa: the outermost layer zone secretes mineralocorticoids, especially 

aldosterone, which regulates salt and water balance. 

 

2) Zona fasciculata: the middle layer zone produces glucocorticoids, principally cortisol, 

which maintains glucose homeostasis. 
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3) Zona reticularis: the innermost layer zone is responsible for the production of 

androgens, predominantly DHEA/DHEAS. DHEA/DHEAS are neuroactive 

neurosteroids and their secretion is under the control of adrenocorticotropic hormone 

(ACTH). DHEAS is the most abundant endogenous steroid circulating in micro molar 

concentrations in blood (Campbell, 2020). DHEAS is converted to DHEA by sulfatase. 

However, the levels of DHEA/DHEAS vary over lifetime (Remer et al., 2005). They 

remain in low concentrations during childhood until adrenarche, defined as the onset 

of increased production of DHEA/DHEAS by the adrenal cortex between age 6 and 8 

years. At this point, the levels of DHEA/DHEAS markedly increase and peak at 

between 20 and 30 years of age. Afterwards, DHEA and DHEA-S levels decrease 

gradually. DHEA/DHEAS are the precursors of other androgens and estrogens.  

https://en.wikipedia.org/wiki/Adrenarche
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Figure 7. Steroid metabolism and enzymes in the feto-placental unit (Wang et al., 2019).
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1.2   Mass spectrometry 

1.2.1 Liquid chromatography-tandem mass spectrometry (LC-MS/MS) 

1.2.1.1   Liquid chromatography (LC) 

 

Chromatography is a separation technique to effectively isolate compounds from a 

mixture. The difference in physicochemical properties (e.g. adsorption capacity, 

solubility, molecular size, molecular polarity, affinity, charge) of compounds in a mixture 

lead to different distribution coefficients between the stationary phase and the mobile 

phase. A stationary phase usually consists of small particles which are packed into a glass 

or metal tube. A mobile phase is usually a liquid or gas which flows through the stationary 

phase. When analytes move with the mobile phase flow through the stationary phase, the 

compounds with a stronger affinity to the stationary phase will move more slowly due to 

longer interaction time. The retention time is defined as the time of an analyte staying on 

the column. The chromatogram is a plot of retention times of analytes against detector 

responses of analytes. X axis represents the retention time; Y axis stands for the response 

intensity. The area under the peak is often used for quantification (Figure 8).  

Liquid chromatography refers to a type of chromatography using liquid as the mobile 

phase. The goal for analytical LC is to identify and perform qualitative and quantitative 

analysis of the compounds.   

Based on the types of stationary phases and mobile phases, there are several types of LC. 

The most representative variants are normal phase chromatography and reverse phase 

chromatography, both of which are widely applied in the analysis of food, pharmaceutical 

and clinical fields (Engel et al., 2019) (Romand et al., 2016). In normal phase 

chromatography, the polarity of the stationary phase is higher than that of the mobile 

phase. Silica gel is the common stationary phase for the retention of polar compounds. 

Organic solvents such as hexane and chloroform are often used as mobile phases. 

Conversely, reverse phase chromatography employs non-polar stationary phase as the 

stationary phase (e.g. C8, C18, C30) while the mobile phase is polar solvents (e.g. MeOH, 

ACN, water) (Adaway et al., 2015). 
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Figure 8. Schematic diagram of chromatography. Sample mixture containing A, B and C are loaded on the column and eluted by mobile 

phase according to their partition coefficient. 
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The operational pressure of the LC system forcing the mobile phase to pass through the 

column depends on the force of gravity. High performance liquid chromatography (HPLC) 

applies much higher pressure to the system, and allows much smaller particle size (2-10 

µm) and inner diameter (2.1-4.6 mm) of the analytical column. A HPLC instrument 

typically includes a sampler, a column, pumps, a degasser, a detector and a computer. 

The sampler brings the sample to the flow of mobile phase and introduces it onto the 

column. The pumps are responsible to deliver the correct flow of mobile phase to the 

column. The degasser removes bubbles in the mobile phase. The detector transforms the 

amount of compounds flowing out from the column into signals. The computer controls 

the entire instrument system and provides data analysis. Commonly used detectors are 

UV/vis, photodiode array (PDA) or mass spectrometer. 

1.2.1.2   Mass spectrometry (MS) 

 

MS is a sensitive technique for the detection, identification, and quantification of 

molecules by measuring mass-to-charge (m/z) ratios of molecules. It is universally 

applied to analyze a wide range of biological molecules, including hydrophilic and 

hydrophobic molecules. Nowadays, MS has become one of the most powerful analytical 

techniques due to its high selectivity (specificity) and sensitivity and is often coupled to 

other chromatographic techniques such as LC or gas chromatography (GC). The 

development of LC-MS was started in the 1970s, capillaries was first used to connect LC 

columns and MS ion sources (Tal'roze et al., 1978). 

The typical mass spectrometer consists of  an ion source, a mass analyzer and a detector 

(Ardrey, 2003). 

In a mass spectrometer, samples first enter the ion source by a sample introduction system. 

The molecules in samples are then ionized to molecular and fragment ions with different 

m/z ratios based on their different structures. The ions are accelerated to enter the mass 

analyzer which separates the ions by their m/z ratios. In a time-of-flight mass 

spectrometer, the ions with lower m/z ratios will  travel faster and reach the detector earlier 

than the ions with higher m/z ratios. The detector records the ionsô signal. A mass 

chromatogram is a chromatogram for specific defined mass data. Usually the X-axis 

represents time and the Y-axis represents signal intensity. 
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Ion source 

The ion source in LC-MS/MS is a device that generates ions from the analytes which had 

been already separated by LC. Atmospheric pressure chemical ionization (APCI) and 

electrospray ionization (ESI) are the main types of ionization in LC-MS/MS. Both of 

them ionize samples at atmospheric pressure (Gomes et al., 2009).  

As a soft ionization, ESI (Figure 9a) is capable of interfacing between LC, which operates 

under atmospheric pressure, and a mass analyzer, which operates under vacuum. Figure 

9a shows mechanism of ESI in positive mode. During electrospray, compounds in liquid 

phase are transformed into the aerosol. First, the sample flow enters the ESI nozzle and 

is sprayed into a strong positive electric field (high voltage: +3kV-+5kV) with the 

assistance of a flow of nitrogen. A Taylor cone is formed at the end of needle because of 

the high voltage, which helps to generate droplets. The solvent evaporates from the 

positive charged droplets until the density of charges increases to a limit (Rayleigh limit) 

at which the Coulomb repulsion force of charges offsets the surface tension of droplets, 

a Coulomb explosion takes place which generates smaller charged droplets. A warm dry 

nitrogen stream expels the solvent from charged droplets. This process is repeated 

continuously until all analytes are ionized and in gas phase. In negative mode, the 

negative voltage (-3kV--5kV) is applied to the needle. Negative charged droplets are 

formed which leads to generate negative ions. 

APCI (Figure 9b) is also considered to be a soft ionization process but not as soft as ESI, 

it operates at high temperature. Droplets are formed with the assistance of sheath and 

auxiliary gases. As droplets travel through a heated vaporizer tube, the solvents and 

samples become vaporized. High voltage is applied to a Corona discharge needle to 

generate solvent ions. These solvent ions react with analytesô molecules in the gas phase 

to form ions of analytes in the gas phase. 
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Figure 9a. Schematic representation of ESI ion source. 

 

   

Figure 9b. Schematic representation of APCI ion source.
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Quadrupole mass analyzer 

The mass analyzer is the heart of the mass spectrometer, which separates ions based on 

mass to charge ratios. There are several main types of mass analyzers including magnetic 

sector, time of flight, ion trap, and quadrupole which has been utilized in our studies. A 

quadrupole mass analyzer (Figure 10) consists of four parallel cylindrical rods that are 

arranged to a square. Each rod carries radio frequency (RF) and direct current (DC) 

voltage. The voltage applied to the quadrupole (RF/DC) determines which ions can reach 

the detector. Only ions with certain m/z ratios can pass the quadrupole. Due to their 

unstable trajectories, other ions, which collide with the quadrupole rods or are expelled 

from the quadrupole. The quadrupole not only functions as a mass selector allowing ions 

with specific m/z range to pass through but can also be operated in scan mode to conduct 

a spectrum scan by altering RF and DC range. 

Triple quadrupole mass analyzer 

As the name implies, a triple quadrupole consists of three quadrupoles namely Q1, Q2 

and Q3 (Figure 11). Q1 and Q3 are working as mass filters, while Q2 is the collision cell 

to which a RF voltage is applied.  Due to the introduction of neutral gas (often 

helium, nitrogen or argon), the pressure in Q2 is higher. The ions collide with neutral gas 

in the collision cell and is fragmented to product ions. The process in Q2 is called 

collision-induced dissociation (CID). The ions produced in Q2 through fragmentation are 

termed product ions. The ions generated in the ion source are called precursor or parent 

ions. 

There are several typical scan modes that can be operated by a triple quadrupole: multiple 

reaction monitor (MRM) mode, product ion scan mode, precursor ion scan mode and 

neutral loss scan mode. In the MRM mode, Q1 and Q3 are set to select precursor ions and 

product ions, respectively. This mode is to quantify specific compounds in very high 

sensitivity (Lange et al., 2008). 

 

https://en.wikipedia.org/wiki/Helium
https://en.wikipedia.org/wiki/Nitrogen
https://en.wikipedia.org/wiki/Argon
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Figure 10. Schematic display of a quadrupole mass analyzer.
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Detector 

A key element of mass spectrometric systems is the detector. It is used to convert a current 

of individual ions into measurable signals. Some of the commonly used detectors in mass 

spectrometer are electron multipliers, array detector, photomultiplier conversion dynode 

and image current detector. In our work, the detector for the quadrupole mass 

spectrometer is an electron multiplier. An electron multiplier is a serial connection of 

dynodes which amplifies the current of separated ions into a measurable current of 

electrons. At the final dynode, the accumulated current is measured as a voltage pulse. In 

a mass spectrum, the X-axis stands for the m/z ratios and the Y-axis represents signal 

intensity. 

1.2.1.3   LC-MS/MS 

 

The combination of LC and MS was a significant achievement in the field of analytical 

chemistry. The liquid coming from an LC is inherently incompatible with a mass 

spectrometer operating under high vacuum (Ardrey, 2003). The ion source (e. g. ESI, 

APCI) of LC-MS/MS is able to transfer the sample molecules from liquid phase into the 

gas phase. The scheme of LC-MS/MS analysis in MRM mode is represented in Figure 

11. A sample solution containing analtyes of interest are introduced to a LC column by 

mobile phases. The analytes with different physico-chemical properties are separated by 

the LC column. After elution from the LC column, the eluent is introduced to the mass 

spectrometer. The first component of an LC/MS/MS system is an ion source where the 

compounds are ionized and accelarated to a quadrupole mass analyzer. Only the ions with 

specific m/z ratios are selected to pass through the first quadrupole (Q1). The selected 

ions are then fragmented into product ions by collision with an inert gas in the collision 

cell (Q2). Generated product ions are transferred into the third quadrupole (Q3) where 

only ions with specific m/z ratios are allowed to pass.  

 

https://www.technologynetworks.com/analysis/articles/mass-spectrometry-how-a-mass-spectrometer-works-types-of-instrumentation-and-interpreting-mass-347878
https://pubs.acs.org/doi/pdf/10.1021/ac053495p
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Figure 11. Representation of a typical LC-MS/MS operating in MRM mode. Samples are separated by liquid chromatography, ionized in the 

ion source, and enter the tandem quadrupole. Q1 selects the precursor ions, Q2 breaks the precursor ions into fragments and Q3 selects the 

product ions.                                                                          
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1.2.2 Gas chromatography-mass spectrometry (GC-MS) 

1.2.2.1   Gas chromatography 

 

Gas chromatography (GC) is another type of chromatography. GC is only applicable to 

volatile and thermally stable analytes (Sánchez et al., 2013). The mobile phase, usually 

an inert gas such as nitrogen or helium, carries the samples and passes through a stationary 

phase in the capillary column. The stationary phase is usually a film (e.g. 

dimethylpolysiloxane) coated on the inner wall of a capillary column and should be 

selected for the application. The capillary column is kept in an oven which can be 

programmed to ramp up/down the temperature. The compounds in the mixture can 

interact with the stationary phase at a different rate and show different affinities according 

to their physicochemical properties. Compounds with a weak affinity will be eluted first 

and the ones with a higher affinity will be retained on the column and elute later. The 

separation efficiecy can be affected by changing either the temperature of the stationary 

phase or the pressure of the mobile phase. As the temperature increases, compounds 

which have low boiling points elute from the column earlier than those which have higher 

boiling points. Therefore, there are two distinct separating forces, temperature and 

interactions between stationary phase and compounds. As the compounds are separated 

on the column, they elute from the column and enter a detector. The detector is able to 

creat an electronic signal whenever it detect the presence of a compound. The time used 

for each compound to reach the end of column is its retention time.  

1.2.2.2   Mass spectrometry 

 

Ion source of GC-MS 

In contrast to LC-MS, in which ESI and APCI are employed, electron impact (EI) 

ionization, a hard ionization method, is typically employed in GC-MS. Here, the 

molecules in the gas phase enter the ion source and interact with energetic electrons to 

produce ions. The electrons, accelerated to 70 eV and concentrated in a beam, are emitted 

from a metal filament. Then the electron beam hits the sample gas to produce ions. The 

following diagram elucidates the mechanism of the EI ionization process (Figure 12). 

The molecules are fragmented into ions of lower mass-to-charge ratios in a very 

reproducible and characteristic way. The method of fragmentation can be explained by 
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organic chemistry theory (Hamming, 1972). Therefore, the mass spectrum can be used to 

deduce structural information of the analyte. It is often applied to identify unknown 

compounds by comparing them with reference spectra from a library (Sánchez et al., 

2013). 

 

 

 

Figure 12. Diagram of an EI ion source. High-energy electrons are obtained from a heated 

filament and interact with the analytes to produce positive ions. 

Quadrupole mass analyzer coupled to GC 

The most common type of mass spectrometer (MS) hyphenated with a GC is the 

quadrupole mass spectrometer. The quadrupole mass analyzer can be operated in either a 

selective ion monitoring (SIM) mode or a full scan mode. Instead of measuring mass 

transitions as MRM mode, the mass analyzer is set to monitor the masses of interest in 

SIM mode. In SIM mode, only ion fragments with certain m/z ratios are selected to enter 

the quadrupole. In addition, the detection limit in SIM mode is lower than MRM mode 

since the quadrupole is only measuring a small number of fragments during each scan. 

More scans can take place each second, which enhances the sensitivity for predefined 

ions.  
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Detector of a typical GC-MS 

The detector of GC-MS is an electron multiplier. it is a series of connected dynodes which 

can emit electrons when an ion with kinetic energy hits it.  This process of emitting 

electrons is termed as "secondary emission".  The electrons, increased gradually by 

repeating this process, are then detected, and displayed as a mass spectrum. In a mass 

spectrum, the X-axis is the m/z ratios, and the Y-axis is signal intensity. 

1.2.2.3   GC-MS 

 

GC-MS is the combination of GC and MS. It can be applied to analyze compounds both 

in a qualitative and quantitative way. In short summary, the vaporized samples are 

injected onto the column kept in a temperature-controlled chamber. The samples get 

separated on the column as the carrier gas moves through the column, and then enters the 

ion source. They are bombarded with a stream of energetic electrons, which can ionize 

and fragment the molecules. The formed ions include the molecular ions and/or ions from 

fragmentation. The ions are accelerated and rapidly selected according to their m/z ratios 

in a mass analyzer. The abundance of ions is then detected by measuring the current of 

generated electrons when the ions strike the detector. MS, serving as the detector for GC, 

generates a chromatogram indicating the quantity of compounds and their retention times 

(Figure 13). 
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Figure 13. Representation of GC-MS analysis in SIM mode. Samples are separated by gas chromatography, ionized in the ion source, and 

enter the quadrupole. The selected ions are monitored and detected.
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1.2.3 Steroid analysis by mass spectrometry 

1.2.3.1   Steroid analysis by immunoassay vs. mass spectrometry 

 

Reliable determination of steroids in biological fluids is essential for clinical diagnosis 

and research (Wudy et al., 2018). Steroids were measured traditionally by immunoassays, 

e.g. radioimmunoassay. At that time, immunoassays provided the opportunity to measure 

active steroid molecules directly in biological fluids. It needs less sample preparation and 

analyzing time is saved (Krasowski et al., 2014). However, cross reactivity between 

structurally similar steroids posed a challenge for the specificity of immunoassays (Taylor 

et al., 2015). Due to the complex components of biological samples, the matrix can affect 

the measurements when the samples are directly analyzed. Significant inter-laboratory 

variability was also observed even in commonly applied assays (Kalogera et al., 2013). 

Moreover, immunoassays cannot measure different analytes simultaneously because of 

the specific antibody and antigen reaction.  

When we retrospectively reviewed the publications over the last few decades, we found 

an increase in the number of applications of mass spectrometry in steroid analysis. The 

fast development of mass spectrometry in steroid analysis is mainly because of its better 

specificity, high sensitivity and reproducibility (Shackleton, 2010). Steroidomics refers 

to the systematic study of as many steroids as possible in a given system.  MS coupled 

with separation techniques such as LC or GC has the ability to analyze multiple steroids 

simultaneously. MS plays an increasingly important role in the studying steroidomics and 

diagnosing disorders of steroid synthesis and metabolism. There is little doubt that mass 

spectrometry methods will become the superior method in the future for steroid analysis 

(Taylor et al., 2015). 

1.2.3.2   Steroid analysis by LC-MS/MS vs. GC-MS 

 

The first application of the online chromatography-mass spectrometry method to steroid 

hormone analysis can be traced back to 1960s (Shackleton, 2010).  GC-MS represents an 

advanced technique with high chromatographic resolution and reproducible ionization. 

GC-MS has the advantage of having the better chromatographic resolution and it is a 

superior technology for the separation of epimeric steroids. The hard ionization technique 

(ion impact ionization) applied in GC-MS can completely fragment the molecule ions 
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into different product ions in a repetitive way (Bloem et al., 2015). Furthermore, GC-MS 

in scan mode is considered as a discovery tool for novel steroid metabolites and is suitable 

for non-targeted steroid profiling. However, due to the necessary derivatization step and 

the long GC column, GC-MS analysis is time-consuming for sample workup and analysis. 

The combination of quadrupole mass analyzer with HPLC were developed in 1980s. LC-

MS, combining the separation abilities of HPLC together with the mass analysis  

capabilities of mass spectrometry, is a powerful tool in steroid. It is increasingly used to 

replace immunoassay methods because of its better sensitivity and specificity. LC-

MS/MS is also the method of choice for the determination of intact conjugated steroids 

(Wudy & Choi et al., 2016). The soft ionization techniques (typically APCI or ESI) 

employed in LC-MS/MS make the quantification of intact steroid conjugates (steroid 

sulfates or glucuronides) feasible because steroid conjugates always show specific 

fragmentation patterns in triple quadruple mass spectrometry by losing the sulfated or 

glucuronidated group. Furthermore, the analysis time of LC-MS/MS is usually much 

shorter than GC-MS. Nowadays, LC-MS/MS is used for steroid analysis in clinical and 

research laboratory for its high throughput, good sensitivity, reduced sample preparation 

and complex steroid determination.  

 

In conclusion, GC-MS and LC-MS/MS are two complementary techniques. LC-MS/MS 

is more suitable for targeted profiling of steroid metabolites and complex, e.g. intact 

conjugated steroids. GC-MS is excellent for characterizing ñfingerprintsò of steroids in a 

biological system. 

 

  

https://en.wikipedia.org/wiki/High_performance_liquid_chromatography
https://en.wikipedia.org/wiki/Mass_spectrometry
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Table 1. Comparison of the performance of LC-MS/MS and GC-MS in steroid analysis 

Items LC-MS/MS GC-MS 

sample preparation less intensive intensive 

derivatization less necessary necessary 

column short long 

analysis time short long 

resolution poor excellent 

sample throughput high low 

quantitative steroid analysis  yes yes 

intact steroid conjugates detection yes no 

3-hydroxy-5-ene steroids quantification poor good 

saturated steroids poor good 

4-ene steroids good good 

unknown steroids characterization limited good 

 

1.2.3.3   Sample preparation in steroid analysis 

 

Sample workup is a crucial step both for LC-MS/MS and GC-MS analysis. The complex 

compositions of biological samples can cause ion enhancement or ion suppression in 

ionization process. Moreover, the specificity of the measurement can be also affected. 

The ultimate objective of sample preparation is to extract a solution containing primarily 

analytes. Sample preparation should selectively remove interferences and extract 

compounds of interest from biological samples. In addition, some analytes are present in 

rather low concentrations in the samples, they can be also concentrated through sample 

workup. Therefore, very specific and effective sample workup procedures are needed.  

Internal standards are commonly added before sample workup to correct for the loss of 

analytes during sample workup and analysis. The correct choice of internal standards in 

steroid analysis by LC-MS/MS and GC-MS can improve the accuracy and precision of 

analysis. The proper internal standards should be chemically similar to the analytes, but 

they should neither be naturally present in the samples nor reactive with the components 

in the samples. Internal standards should show the same behavior in terms of extraction, 

chromatography, and ionization as their corresponding analytes. The first choice of 
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internal standards would be corresponding stable isotopic labelled analytes.  Structurally 

similar compounds e.g. epimers can be also used for internal standards if corresponding 

stable isotopic labelled internal standards are not available. 

The most common methods used for sample cleanup are protein precipitation, liquid-

liquid extraction (LLE) and solid phase extraction (SPE). Proteins are generally present 

in biological fluids, such as serum, urine and amniotic fluid. They are large molecules 

which affect the measurements of steroids by blocking analytical columns due to their 

size. Also, they bind to steroids, which increases the irreproducibility of analysis, for 

example, the phenolic A-ring of estrogens can bind to proteins in serum (Sánchez et al., 

2015). Protein precipitation is often done by adding organic solvents. Centrifugation is 

used to remove the precipitate in the samples. LLE separates compounds based on their 

solubility in two solvents with different polarities, usually water (polar) and organic 

solvents (non-polar). For SPE (Figure 14), a solid adsorbent is packed into a cartridge. 

As the sample passes through the cartridge, the compounds are retained by the stationary 

phase (e.g. silica gel). According to the physical and chemical properties of the 

compounds, the wash solvents are chosen to selectively remove interferences but retain 

analytes. Clean extracts are obtained by washing the cartridge with solvents which 

selectively elute the analytes. SPE is the method of choice in our studies (Wang et al., 

2018) (Wang et al., 2021).  

 

Figure 14. General steps for solid phase extraction 

The sample preparation for GC-MS measurements, usually involving two steps, is 

different from that for LC-MS/MS.  The first step is hydrolysis, which cleave the 

conjugate group from steroids. The second step is derivatization. Derivatization is usually 

not necessary in sample preparation for LC-MS/MS. Nevertheless, derivatization can also 

be applied to sample preparation for LC-MS/MS to improve the sensitivity of steroids.  
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GC-MS is suitable for the determination of volatile and thermally stable compounds. As 

steroids are not inherently volatile for GC-MS analysis, derivatization is necessary to 

increase their volatility and thermal stability of steroids. In our GC-MS study, we 

converted hydroxyl and ketone groups of steroids to methyloxime and trimethylsilyl 

derivatives, respectively (Wooding et al., 2013) (Figure 15). Derivatization modifies the 

physico-chemical properties of compounds enhancing their volatility and thermal 

stability and decreases the analytesô polarity. Moreover, derivatization increases 

molecular weight of analytes, separating them from low molecular weight interferences. 

  

Figure 15. Methoximation and silylation of 17Ŭ-hydroxy progesterone, the keto groups 

are derivatized to methyloxime and the hydroxyl group is derivatized to trimethylsilyl 

ethers. 

1.2.3.4   Method validation in steroid analysis 

 

Method validation is of great importance in the establishment of an analytical method 

(Food and Drug Administration, 2018). A method can not be used for sample analysis 

before validation. The objective of method validation is to demonstrate the reliability of 

a method for determination of concentrations of analytes in a specific matrix. The method 

validation should be appropriate for the intended purpose of the study. The parameters of 

validation in our study should include accuracy, precision, lower limit of quantification 

(LLOQ), linearity of calibration curve, selectivity and matrix effect.   

Accuracy of a method means the closeness of the measured concentration to the real 

concentration of an analyte. Accuracy is determined by analysis of quality controls 

containing known amounts of analytes. Accuracy should be measured using a minimum 

of 3 concentrations and 5 determinations per concentration. The mean values should be 

within 15% of the nominal values except at LLOQ, where it should not exceed 20%. 
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Precision describes the closeness of values obtained from replicate measurements of the 

same sample to each other. Precision should be measured using a minimum of 3 

concentrations and 5 determinations per concentration. The precision should be 

determined as coefficient of variation (CV) at each concentration level. The values should 

not exceed 15% except for the LLOQ, where it should not exceed 20%. 

One discriminates between intra-day accuracy/precision and inter-day accuracy/precision. 

Intra-day accuracy/precision assesses the accuracy/precision during a single analytical 

run. Inter-day accuracy/precision measures the accuracy/precision on five different runs 

(Wharf, 2011). 

LLOQ is the lowest concentration of an analyte to be determined with acceptable 

precision and accuracy for a given method.  

The calibration plot in bioanalytical method is the relationship between the concentration 

of the analyte and signal intensity. The two most common regression models used in LC-

MS/MS and GC-MS are linear and quadratic regression models (Moosavi et al., 2018).  

Selectivity is also called specificity. It is the ability of the method to differentiate and 

quantify the analyte of interest in a sample in the presence of other interference. 

Matrix effect assessment evaluates the difference in response of ionization in the 

presence/absence of a matrix. It is investigated by plotting response ratios of spiked 

analytes in charcoal-treated fluids with full sample workup against the same 

concentrations of standards prepared directly in the reconstitution solution without 

sample workup. If there is an increase in response, it means the matrix enhances the 

ionization process (ion enhancement). Vice versa, a decrease of response means ion 

suppression. 
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1.3   Motivation and objective of the study 

Steroids function biologically as signaling molecules and important components of cell 

membranes. They are present in biological fluids in unconjugated and conjugated forms, 

e.g. steroid sulfates and steroid glucuronides. To study the steroids in biological samples, 

appropriate analytical methods are required. Compared to immunoassay, LC-MS/MS and 

GC-MS are both advanced techniques in steroid analysis. LC-MS/MS with soft ionization 

such as APCI and ESI is suitable for the analysis of intact steroid conjugates. GC-MS 

which has the advantage of better chromatographic resolution is the superior technology 

to study metabolomics and metabolism disorders. 

 

The objective of the study was to develop analytical methods and to determine the levels 

of steroids in various biological fluids based on mass spectrometry (LC-MS/MS and GC-

MS).  

 

The first objective was to develop and validate a sensitive and selective LC-MS/MS 

method for reliable determination of both free and sulfated steroids in human amniotic 

fluid (AF). The new LC-MS/MS method was then applied to establish reference values 

of 14 free and 6 sulfated steroids in AF of mid-gestation. 

 

The second goal was to delineate steroid hormone metabolites in AF by a comprehensive 

targeted GC-MS method. The levels of 52 steroids including pregnenolone and 17-OH-

pregnenolone metabolites, dehydroepiandrosterone and its metabolites, progesterone and 

17-OH-progesterone metabolites, sex hormones as well as corticosterone and cortisol 

metabolites in AF of mid-gestation were measured.  

 

A new analytical method was needed for future studies to investigate biological roles of 

steroid glucuronides. Thus, a new LC-MS/MS method for determining steroid 

glucuronides was developed and validated. The method was then used to gain a deeper 

understanding of steroid glucuronides excretion pattern in human urine.  
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2.1 Publication 1 

 

Characterizing the steroidal milieu in amniotic fluid of mid-gestation: A LC-MS/MS 

study. 

 

Rong Wang, Dov Tiosano, Alberto Sánchez-Guijo, Michaela F. Hartmann, Stefan A. 

Wudy. Journal of Steroid Biochemistry and Molecular Biology. Volume 185, 2019, Pages 

47-56.  

Abstract 

Here we present a newly developed and fully validated LC-MS/MS method for the 

targeted analysis of 20 unconjugated and sulfated steroids in 65 amniotic fluid (AF) 

samples during mid-gestation. The method requires 600 µL of AF. Sample preparation 

included protein precipitation, centrifugation, solid phase extraction and derivatization. 

The method is capable of measuring progesterone, 17Ŭ-hydroxyprogesterone, 

testosterone, estrone, estradiol, estriol, estrone sulfate, 17ɓ-estradiol 3-sulfate, estriol 3-

sulfate (E3S), 17ɓ-estradiol 17-sulfate, 16Ŭ-hydroxydehydroepiandrosterone sulfate 

(16OH-DHEAS), dehydroepiandrosterone sulfate (DHEAS), pregnenolone sulfate, 17Ŭ-

hydroxypregnenolone sulfate, testosterone sulfate, epitestosterone sulfate, 

dihydrotestosterone sulfate, androsterone sulfate, epiandrosterone sulfate and 3,17ɓ-

androstenediol 3-sulfate.  The performance of the method was evaluated at three quality 

control levels for each compound ranging from low limit of quantification to high limit 

of quantification. The method showed good accuracy and precision. Linearity for each 

analyte was above 0.99. The limit of quantification ranged between 0.2 and 1.7 ng/mL 

for the 20 compounds. Except DHEAS, all other sulfated steroids were quantified by LC-

MS/MS in AF for the first time. We have produced MS based reference values for 20 

steroids in AF of mid-gestation. DHEAS and E3S were both strongly correlated with 

16OH-DHEAS, thus confirming the classic concept of the feto-placental unit. Our LC-

MS/MS method can be used for future prenatal diagnosis of steroid metabolism disorders. 
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https://www.ncbi.nlm.nih.gov/pubmed/?term=S%C3%A1nchez-Guijo%20A%5BAuthor%5D&cauthor=true&cauthor_uid=30031148
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